Novel supercontinuum sensing and imaging techniques in the infrared by Amiot, Caroline
Caroline Gaëlle Amiot
Novel Supercontinuum Sensing and Imaging Techniques in the Infrared




Tampereen teknillinen yliopisto. Julkaisu 1607 

















Caroline Gaëlle Amiot 
 
Novel Supercontinuum Sensing and Imaging Techniques 




Thesis for the degree of Doctor of Science in Technology to be presented with due 
permission for public examination and criticism in Rakennustalo Building, Auditorium 

























Tampereen teknillinen yliopisto - Tampere University of Technology 






Doctoral candidate: Caroline Gaëlle Amiot, M.Sc. 
Laboratory of Photonics 
Faculty of Natural Sciences 
Tampere University of Technology 
Finland 
Université de Bourgogne Franche-Comté 
France 
 
Supervisors: Goëry Genty, Prof. 
Laboratory of Photonics 
Faculty of Natural Sciences 
Tampere University of Technology 
Finland 
 
John M. Dudley 
Institut FEMTO-ST 
Faculté des sciences et techniques 




Pre-examiners: Tero Setälä, Prof. 
Institute of Photonics 
University of Eastern Finland, Joensuu 
Finland 
 
Daniele Faccio, Prof. 
School of Physics and Astronomy 
University of Glasgow 
United Kingdom 
 
Opponent: Miguel Alonso, Prof. 
The Institute of Optics 
University of Rochester 


















ISBN 978-952-15-4273-2 (printed) 





The ability to detect substances or molecules with high sensitivity and to image
objects with high resolution plays an important role in our every-day life as well
as in advances in understanding fundamental phenomena. Optical techniques are
generally highly beneficial for this purpose as they are intrinsically remote, non-
invasive and exhibit superior sensitivity and resolution. It is thus not surprising
that a wide range of sensing and imaging techniques have been developed in the
past decades and are continuously the subject of intense research. The performance
of these methods, on the other hand, depends dramatically on the type of light
source that is used, and it is therefore essential to tailor the light source properties
to the intended method of application.
A particular spectral range which has recently attracted a wide interest is the mid-
infrared corresponding to the molecular fingerprint region and the atmospheric trans-
parency window. This, in turn, has triggered renewed research eﬀort into adapting
existing technique to this particular range of the electromagnetic spectrum including
the light sources and detection schemes. This thesis belongs to this trend and reports
novel, proof-of-concept, broadband optical sensing and imaging techniques in the in-
frared using supercontinuum light, a class of light sources with unique properties.
The techniques are experimentally demonstrated and their performances discussed.
Specifically, the thesis demonstrates incoherent broadband cavity enhanced absorp-
tion spectroscopy in the mid-infrared wavelength range from 3000 to 3450 nm.
Multi-component gas detection with sub-ppm accuracy is achieved in this range,
which constitutes the widest continuous detection range for this technique in the
mid-infrared.
Cantilever-enhanced photoacoustic spectroscopy in the mid-infrared is also demon-
strated for the first time in this thesis. The approach is broadband and allows
for higher photoacoustic signal intensity and enhanced signal-to-noise ratio as com-
pared to conventional systems that use black-body radiation sources. The results
oﬀer novel perspective for photoacoustic detection opening the door to sensitive
broadband and compact analyzers in the mid-infrared spectral region.
Exploiting the shot-to-shot fluctuations of an incoherent supercontinuum and the
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recent progress in ultrafast real-time spectral measurement techniques, the thesis
finally reports on a novel proof-of-concept correlation sensing and imaging method
in the form of spectral-domain ghost imaging. The method is fast, scan-free, and
oﬀer new opportunities for remote sensing in scattering and absorbing media, or
in spectral regions where sensitive detectors are lacking. Application of this tech-
nique to broadband spectroscopic measurements gases as well as for interferometric
imaging of physical objects is demonstrated. One can legitimately anticipate that
the work presented in this thesis will foster new ideas and developments for optical
sensing and imaging.
vRÉSUMÉ
La détection sensible de substances ou molécules et l’imagerie à haute résolution
sont une composante essentielle de la vie quotidienne. Elles jouent également un
rôle fondamental dans la compréhension de nouveaux phénomènes physiques. Les
méthodes de mesure optiques sont très performantes avec une sensibilité et une
résolution généralement supérieures aux autres techniques, et elles possèdent aussi
l’avantage d’être sans contact et non invasives. Il n’est donc pas surprenant qu’un
grand nombre de techniques optiques de détection et d’imagerie se soient développées
au cours des dernières décennies et fassent continuellement l’objet de nombreuses
recherches. Les performances de ces méthodes dépendant de manière significative
du type de source de lumière utilisé, il est essentiel d’optimiser les propriétés de la
source pour l’application envisagée.
L’infrarouge moyen correspond à la région spectrale des empreintes moléculaires
ainsi qu’à la fenêtre de transparence atmosphérique. Elle a donc un fort potentiel
pour de multiples applications dans des domaines variés allant des communications
en espace libre jusqu’au domaine médicale ou la détection des gaz à eﬀet de serre.
La détection et l’imagerie dans cette région du spectre électromagnétique a ainsi
récemment fait l’objet d’un large intérêt et d’eﬀorts de recherche afin d’adapter les
techniques de mesures existantes, y compris les sources de lumière et les méthodes de
détection. Cette thèse introduit plusieurs nouvelles techniques de détection optique
et d’imagerie basées sur l’utilisation de sources supercontinuum dans l’infrarouge.
Les propriétés uniques de ce type de source lumineuse, en particulier leur large
bande spectrale combinée à une cohérence spatiale parfaite, permettent d’obtenir
des performances supérieures en terme de résolution ou de sensibilité. Les techniques
proposées sont expérimentalement démontrées et leurs performances caractérisées.
Spécifiquement, la thèse démontre une technique de spectroscopie par absorption
en cavité résonnante dans l’infrarouge moyen sur une plage spectrale allant de 3000
à 3450 nm. La détection simultanée de plusieurs gaz à l’état de trace avec une
précision inférieure au ppm est obtenue, ce qui constitue la plus large plage de
détection continue avec cette approche dans l’infrarouge moyen.
Une technique de spectroscopie par eﬀet photo-acoustique est également démontrée,
pour la première fois dans l’infrarouge moyen. L’approche est large bande et permet
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d’obtenir une plus grande intensité de signal photo-acoustique et un meilleur rap-
port signal à bruit par rapport aux systèmes conventionnels utilisant un corps noir.
Ces résultats oﬀrent une nouvelle perspective pour la détection photo-acoustique,
ouvrant la porte aux analyseurs compacts, sensibles et sur une large plage spectrale
large dans l’infrarouge moyen.
En s’appuyant sur les fluctuations spectrales d’une source supercontinuum et les
récents progrès des mesures de spectre en temps réel, la thèse introduit un nouveau
concept de détection et d’imagerie par corrélations, équivalent à l’imagerie fantôme
mais dans le domaine spectral. La méthode est rapide, sans balayage et oﬀre de nou-
velles possibilités pour la détection à distance de matériaux diﬀusant et absorbant,
ou bien à des longueurs d’onde où des détecteurs sensibles font défaut. L’application
de cette technique à la spectroscopie par absorption ainsi qu’à la tomographie par
cohérence optique d’objets physiques est démontrée. Les techniques proposées et
étudiées dans cette thèse peuvent être encore perfectionnées et leurs performances
améliorées, mais de manière plus générale les travaux présentés dans ce manuscrit
ont vocation à susciter de nouvelles idées et de nouveaux développements en matière
de détection et d’imagerie optiques.
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The thesis consist of four publications related to the development of novel sensing
and imaging technique in the infrared. A short description of the publications and
the author’s contribution is given below.
Publication I. The author developed the supercontinuum source and detection setup to per-
form the experiment in the mid-infrared. The author conducted the experi-
ments with the help of Dr Piotr Ryczkowski. The author contributed to the
data analysis and prepared the manuscript.
Publication II. The author developed the supercontinuum source and contributed to the data
analysis. The experiments were mostly performed by Tommi Mikkonen. The
author contributed to the preparation of the manuscript along with the co-
authors.
Publication III. The author developed and built the experimental setup with the help of Dr
Piotr Ryczkowski. The author performed all the measurements, data analysis
and contributed to the manuscript preparation along with the co-authors.
Publication IV. The author developed and built the experimental setup with the help of Dr
Piotr Ryczkowski. The author conducted all the measurements, data analysis
and contributed to the manuscript preparation along with the co-authors.

11. INTRODUCTION
Optics and photonics play a central role in the development of new technologies
which revolutionize our everyday life. From lighting to internet, communication,
or smartphones, many of the modern technologies operate on physical principles
first observed, studied and developed in optics and photonics research laboratories.
Equally important to the emergence of new technologies, optics and photonics have
often set the standards when it comes to measuring or characterizing physical phe-
nomena, matter or dynamic processes with precision, providing robust, non-invasive
and extremely sensitive techniques. For example in medicine, the ability to perform
3D non-destructive imaging of biological samples without contrast agents and with
high resolution is essential and methods such as optical coherence tomography are
nowadays routinely used in hospitals [1–4]. Detecting very small mount of specific
gases emitted by cancerous cells in the breath has been proven to be an eﬀective
approach for early detection of lungs and breast cancers [5–7]. More generally, op-
tical imaging and sensing techniques are not only paramount in the medical field,
but also in a wide range of application domains including environmental monitoring
to follow the concentration of greenhouse gases in the atmosphere or control the
level of emissions of pollutants from industry and cars, industrial manufacturing
and quality control.
Light sources are central to optical imaging and sensing measurements. Not only
the illumination pattern and wavelength must be uniquely considered, but optimum
performances often require light sources with specific characteristics in terms of in-
tensity, spectrum, temporal behavior or coherence. Most of optical imaging and
sensing methods are generally very sensitive in bright light levels, but their perfor-
mances may be degraded in low or diﬀuse light conditions. In the mid-infrared, the
lack of suitable bright and broadband light sources on one hand, and the lack of fast
and sensitive detectors on the other hand, has slowed down the development of high-
speed, high-resolution imaging and sensitive detection solutions. Yet, this spectral
region is of tremendous interest, containing the characteristic vibrational transitions
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of many important molecules and measurement techniques that can capture their
spectral signature are key to measure their concentrations or to identify the various
chemical components in a mixture. In fact, applications of mid-infrared sensing
and imaging go far beyond the detection of specific molecules with potential for re-
mote detection of materials, identification of suspect counterfeit samples, chemical
structural confirmation, imaging through skins, or label-free molecular analysis and
recognition of important biochemical markers just to name a few [8–11]. It should
then be clear that any research eﬀort to develop methods that can potentially allow
for progress in sensitivity, resolution, or speed is worth pursuing and there are indeed
truly revolutionary applications that will emerge if we can perform remote detection
and imaging in the mid-infrared with accuracy similar to what can be achieved in
the visible.
For many optical sensing and imaging techniques, light sources that can combine a
high brightness with a broad emission spectrum represent a significant advantage, al-
lowing for improved resolution and sensitivity, extended operation wavelength range
and thereby wider application scope. However, for many decades, high brightness
and large bandwidth were incompatible characteristics. One generally had to choose
between bright coherent laser sources, emitting light over a very narrow range of
wavelengths but that can be collimated over extended distances, or thermal inco-
herent emitters with very broad emission spectra but lower spectral density and
limited collimation distance. Recently, the emergence of a novel class of light source
in the form of optical fiber-based supercontinuum generation with ultra broad spec-
trum, high brightness and near perfect spatial coherence has revolutionized many of
the existing optical measurement techniques, allowing to improve their performance
to unprecedented levels [12]. It is thus not surprising that research into sensing and
imaging has started taking advantage of the unique properties of supercontinuum
light sources. This thesis falls into this framework and presents studies of novel
broadband sensing and imaging techniques in the near and mid-infrared using su-
percontinuum sources, reporting important advances with significant potential for
further development and future use.
1.1 Research objectives and scope of the thesis
The overall motivation behind this thesis is to design and perform experiments to
demonstrate that supercontinuum sources are an ideal choice for broadband sensing
and imaging in the infrared spectral region. Two of the demonstrated approaches
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are well-established yet combining them with a new specifically tailored light source
leads to new capabilities. Two other techniques are completely new and the use
of a supercontinuum source was central to their proof-of-concept demonstration.
The thesis work is thus mostly of experimental nature, and the reported results are
compared with theoretical models or validated using other methods.
Specific individual objectives of this thesis are summarized as follows:
• Development of a supercontinuum source that extends to the mid-infrared
range for trace gas detection
• Demonstration for the first time of broadband cavity-enhanced absorption
spectroscopy in the mid-infrared for multi-species trace gas detection
• First demonstration of background-free photoacoustic spectroscopy in the mid-
infrared with supercontinuum for gas detection
• First proof-of-concept demonstration of ghost imaging in the spectral domain
using a supercontinuum source as a random spectral pattern generator
• Application of spectral-domain ghost imaging to broadband spectroscopy and
optical coherence tomography.
All these goals have been attained and while the reached performances are per-
fectible, the studies conducted and obtained results are very promising, and cer-
tainly refinements can be expected in the very near future. In fact, extension of the
work reported in this thesis is already carried out as these lines were written.
1.2 Structure of the dissertation
This thesis consists of six chapters, starting with an introduction on absorption
spectroscopy and the diﬀerent associated methods. Light sources that are commonly
employed are briefly surveyed with special attention being paid to supercontinuum
generation, a spectacular spectral broadening process that plays a central role in
the work reported in this thesis. This chapter serves as the general background to
understand the framework of the experiments reported in the following chapters.
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Chapter 3 discusses in detail the technique of cavity-enhanced absorption spec-
troscopy. After a section dedicated to the general operation principle of the tech-
nique, specific application in the mid-infrared using a supercontinuum source is
described, starting from the light source and experimental setup to the detection
scheme and data post-processing. Measurements of acetylene and methane are an-
alyzed with results reported in Publication I.
Chapter 4 focuses on photoacoustic spectroscopy. After an introduction to the oper-
ation principle, key elements of the experimental setup including Fourier transform
infrared spectrometer and cantilever detection system are discussed separately. This
is followed by the presentation of absorption spectra of water vapor and methane
measured in the mid-infrared with a supercontinuum source. The results are put
into perspective using comparison with measurements from a conventional black
body radiator. This work is reported in Publication II.
Chapter 5 reports a new approach to sensing and imaging in the form of spectral-
domain ghost imaging. After a general introduction to the technique of spatial ghost
imaging, its transposition to the spectral domain is discussed along the specific
requirements for the light source. Particular attention is paid to the dispersive
Fourier transform, the method used to measure the spectral fluctuations in real
time. A detailed description for the experimental setup, data acquisition and various
post-processing steps is provided. Application of the technique to both sensing and
imaging in the form of absorption spectroscopy and optical coherence tomography,
respectively, is then reported with results appearing in Publications III and IV.
Finally, Chapter 6 summarizes the results obtained in the thesis and share sugges-
tions on future developments.
52. ABSORPTION SPECTROSCOPY
2.1 Introduction
Spectroscopy is the study of interaction between matter and electromagnetic radia-
tion. It is crucial for identifying specific signatures of molecules or compounds and
measuring precisely their concentration. The first spectroscopic experiments were
performed in the 19th century [13,14]. In these first experiments, the emission spec-
trum of salt compounds was measured by using a prism to disperse the spectrum
of a flame where the salts where burnt and comparing it with the spectrum of the
flame in the absence of burning salts. The specific emission pattern of the salts was
then used to determine their exact atomic composition.
Another spectroscopic method that was subsequently developed is based on the ab-
sorption of electromagnetic radiation rather than emission [15]. Specifically, the light
emitted by a broadband source and propagating in a low-density gas is absorbed
by the gas at some specific wavelengths which represent the spectral signature of
the gas composition. Dispersing the spectrum of the broadband light after inter-
action with the gas using e.g. a prism just as in emission spectroscopy allows to
identify the unique spectral absorption patterns associated with a specific gas and
retrieve both its composition and concentration. Gas lamps were originally used to
calibrate spectroscopic measurement systems due to their inherent narrow emission
lines which allowed them to be used as a wavelength ruler.
Emission and absorption spectroscopy have been extensively used to study gas sam-
ples as well as the atmosphere and stars composition [16,17]. Nowadays, absorption
spectroscopy is routinely used in many applications including atmospheric measure-
ments, breath analysis, chemical kinetics or industrial process monitoring [18–24].
In this chapter, the diﬀerent methods commonly utilized for absorption spectroscopy
are briefly reviewed and the diﬀerent types of light sources that can be employed to
perform spectroscopic measurements using these methods are described. This sets
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the framework for the work reported in the subsequent chapters.
2.2 Measurement techniques
Absorption spectroscopy techniques may be divided coarsely into two diﬀerent cat-
egories: direct techniques and cavity-enhanced methods. Direct techniques include
Fourier transform infrared (FT-IR) spectroscopy [25, 26], tunable direct laser ab-
sorption spectrometry (TDLAS) [27], and its extension to wavelength or frequency
modulated spectroscopy (WMS and FMS) [28, 29]. Cavity-enhanced methods on
the other hand use an optical cavity to increase light-matter interaction and are
generally more sensitive. These include cavity ring down spectroscopy (CRDS) [30],
cavity enhanced spectroscopy (CEAS) (also sometimes referred to as integrated cav-
ity output spectroscopy) [31], and noise immune cavity enhanced-optical heterodyne
molecular spectroscopy (NICE-OHMS) [32]. All the techniques essentially measure
the intensity of light transmitted through a given sample to evaluate its absorption
by comparison with the initial light intensity (i.e. before interaction with the sam-
ple). Photoacoustic spectroscopy (PAS), on the other hand, is a direct technique
which, unlike other methods, detects the amount of light absorbed rather than that
transmitted through the sample.
2.2.1 Direct methods
The most basic method for absorption spectroscopy is the so-called diﬀerential op-
tical absorption spectroscopy (DOAS). In DOAS, one compares the spectrum I0(l)
of a light source after light passes through an empty cell or a cell filled with inert gas
such as N2, with the spectrum I(l) measured after the cell has been filled with the
gas of interest. When light propagates through the cell filled with the gas sample,
specific spectral components are absorbed by the gas transitions. The magnitude
and linewidth of the absorption lines depend on the gas composition, concentration,
pressure, temperature but also on the optical interaction path. The absorption of
light by the gas follows the exponential Beer-Lambert law [33] and can be simply
retrieved from the ratio I0(l)/I(l). The sensitivity of the DOAS method can be im-
proved by increasing the interaction path between light and the gas sample, which
eﬀectively leads to stronger absorption lines.
The most basic and simplest methods for absorption spectroscopy is so-called direct
absorption spectroscopy (DAS). This technique consists in sending light from a laser
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source through a cell containing a sample and measuring the intensity at the cell
output. When a sample is present in the cell, the intensity transmitted through
the cell will decrease in proportion to the absorbance of the sample at the laser
wavelength (and thus to the sample concentration). Specifically, if I0(l) is the
incident intensity, the intensity transmitted through the cell I(l) is given by the
Beer-Lambert law:
I(l) = I0(l)e–a(l)d, (2.1)
where a(l) represents the (wavelength-dependent) absorption coeﬃcient of the sam-
ple and is related to the number density of absorbers N as a(l) = s(l)N with s(l) the
wavelength-dependent absorption cross-section of the absorbers. The wavelength-
dependence of the sample absorption can be measured using a tunable laser diode
that can scan across a wide wavelength range (so called TDLAS method). Although
extremely simple, this technique is usually not very sensitive due to the small vari-
ations that needs to be detected in the intensity when the sample concentration
is low, which makes the measurement highly susceptible to technical noise. The
sensitivity may be increased by increasing the interaction path between light and
the sample (up to several tens of meters) using a multi-pass cell with mirrors at
both ends of the cells allows for folding the interaction path [34]. Multi-pass cells
typically posses a hole in one of the mirrors to couple light in and out (at diﬀerent
angles).
On the other hand, FT-IR spectroscopy relies on the interference of a broabdand
light source with a delayed replica of itself. Specifically, broadband light is sent
through an interferometer with variable optical path diﬀerence. As the path diﬀer-
ence is scanned continuously, diﬀerent spectral components interfere resulting in an
interferogram as a function of the optical path diﬀerence. The Fourier transform of
the recorded interferogram corresponds to the optical spectrum of the transmitted
light. Comparison of the spectrum measured with and without the sample present at
the input of the interferometer yields the absorption spectrum of the sample. [25,26]
Another way to increase the sensitivity of direct absorption spectroscopy is to modu-
late the wavelength (or frequency) of the probe laser [28,29]. The idea is to modulate
periodically the laser central wavelength with a RF signal and detect the transmitted
intensity at a harmonic frequency. This approach allows for reducing significantly
the susceptibility of DAS to technical noise and can be readily implemented via
direct current modulation of laser diodes (visible) or with external electro-optic
modulators (near-infrared).
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2.2.2 Cavity-enhanced methods
Cavity ring down spectroscopy
Cavity ring-down spectroscopy (CRDS) performs time-based measurements rather
than intensity-based measurements. More specifically, CRDS consists in measuring
the change in the photon lifetime inside a high-finesse cavity resulting from the
absorption by a sample placed inside this cavity [30, 35–37]. Light is sent through
the high finesse cavity containing e.g. a gas sample and, when the light source is
turned oﬀ, the intensity of the light trapped inside the cavity exponentially decays
with time. The decay rate is directly linked with the absorption inside the cavity
and therefore the gas concentration. One can also use short pulses of light which
sequentially exit the cavity with a reduced amplitude following an exponential decay.
The temporal variation of the intensity I(t) measured by a detector at the cavity
output is given by:
I(t) = I0e–t/trd , (2.2)
where I0 is the intensity of light injected into the cavity and trd is the cavity ring








with c being the speed of light. CRDS was originally performed using narrowband
lasers which limited the detection to a specific absorption line of one gas specie.
Broadband CRDS that utilizes light sources with a broad emission spectrum has
also been developed, coupling multiple lasers into a high-finesse cavity and detect-
ing the intensity decay rate using a Fourier transform infrared (FT-IR). Another
approach to broadband CRDS relies on separating the diﬀerent spectral components
at the cavity output using a diﬀraction grating and send them onto a 2D CCD cam-
era to simultaneously measure the decay rate of the diﬀerent spectral components.
The sensitivity of CRDS depends on the light source wavelength stability and the
measurement accuracy of the transmitted intensity. Active matching and stabiliza-
tion of the laser wavelength with the modes of the optical cavity is also required [38].
This is because a long measurable ring-down time is only obtained for laser wave-
lengths in resonance with a cavity mode. An advantage of the CRDS scheme is that
it is not susceptible to intensity variations of the light source.
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Cavity-enhanced absorption spectroscopy
Cavity-enhanced absorption spectroscopy (CEAS) (also referred to as integrated cav-
ity output spectroscopy) is a variation of the CRDS method [38]. In this technique,
instead of measuring the time-resolved transmitted intensity at the cavity output,
one measures the total (i.e. time-integrated) intensity transmitted through the op-
tical cavity while the laser wavelength is tuned over the absorption features of the
sample under test. However, just as CRDS, this approach is highly sensitive to the
mode structure of the optical cavity as the transmission strongly depends on whether
the laser wavelength is on or oﬀ-resonance with a cavity mode. There are diﬀerent
approaches to obtain a stable transmission as the laser wavelength is scanned. One
may lock the laser wavelength to the cavity modes such that the laser wavelength
constantly matches with one of the cavity modes (so-called mode-matching). This
approach allows for extremely long interaction lengths but it is also very susceptible
to external perturbations and possible saturation eﬀects. An alternative is to mod-
ulate rapidly the cavity length (via e.g. a piezoelectric actuator attached to one of
the mirrors) to prevent mode matching (so called anti-mode-matching) between the
laser wavelength and the cavity [39]. The interaction length is eﬀectively reduced
but the transmission is quasi-constant over time and independent of the laser wave-
length. The main advantage of CEAS is that it can be combined with a broadband
incoherent light source in order to cover a large wavelength span and detect multiple
species simultaneously [39,40, Publication I]. Yet, it is essential that the intensity of
the light source is constant over the integration time of the cavity output intensity.
Furthermore, when using mirrors with high reflectivity to increase the method sen-
sitivity, the transmission of the cavity is low, such that one generally needs a light
source with high brightness and highly sensitive system to measure the transmitted
spectrum. A reliable calibration procedure is also necessary to determine with pre-
cision the wavelength-dependent background optical losses of the system using e.g.
known concentrations of specific sample in the cavity. This method is described in
more details in Chapter 3 and was used in the work reported in Publication I.
Noise-immune cavity-enhanced optical-heterodyne molecular spectroscopy
Noise-immune cavity-enhanced optical-heterodyne molecular spectroscopy (NICE-
OHMS) combines CEAS with the laser frequency modulation approach described
above in order to reduce the susceptibility of CEAS to technical noise [32]. When
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the laser is modulated and locked at a frequency equal to the free-spectral range
of the cavity, the central frequency as well as the frequency components of the
modulation are perfectly transmitted through the cavity. A direct consequence is
that the scheme does not convert potential laser (frequency) noise into amplitude
noise, which is why this technique is called noise-immune. The technique therefore
combines both the advantage of CEAS with long interaction lengths and that of the
frequency modulation scheme which limits the electrical signal to a narrow frequency
band, thus largely reducing the electrical noise.
2.2.3 Other methods
Photoacoustic spectroscopy
Photoacoustic spectroscopy (PAS) is based on the photoacoustic eﬀect [41–43]. Light
absorbed by a sample induces an energy transition to a higher energy state, followed
by relaxation to the initial low energy state caused by spontaneous emission or
non-radiative decay. The energy released as a result of the non-radiative decay
process gives rise to a temperature increase in the sample. Modulating the incident
light at an acoustic frequency (e.g. using a mechanical chopper) therefore changes
periodically the temperature of a sample placed in an acoustic cell, which in turn
induces periodical variations in the pressure. These pressure changes translate into
an acoustic wave which can be detected with e.g. a sensitive microphone. The
absorbed intensity Iabs is given by:
Iabs = I0 – I0e–a(l)d, (2.4)
where I0 is the incident intensity and d is the length of the photoacoustic cell. For
small absorption values, the absorbed intensity Iabs can be approximated as:
Iabs = I0 – I0e–a(l)d ⇠ I0a(l)d (2.5)
and the acoustic energy produced by the absorption of the radiation is therefore
directly proportional to the incident intensity I0.
A significant advantage of PAS is therefore that, unlike the above-mentioned meth-
ods, it is a background-free technique with the amplitude of the detected acous-
tic signal directly proportional to the absorption in the sample, which makes it a
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particularly sensitive technique. The sensitivity can be further enhanced by using
resonant acoustic cells or cantilever detection [44, 45]. Broadband PAS can also be
implemented using a broadband incoherent source where each wavelength is modu-
lated at acoustic frequencies using a Fourier transform interferometer and measuring
the corresponding acoustic signals at the cell output [46]. This method is described
in more detail in Chapter 4 and was used in the work reported in Publication II.
Dispersive Fourier transform spectroscopy
When used with a broadband light source, all the methods described above typi-
cally use a scanning monochromator and a detector, or a grating spectrometer with
a charge-coupled device (CCD) to disperse spatially and measure separately the dif-
ferent spectral components. This also means that the measurements are performed
over a finite integration time such that ultra-fast changes in the sample composi-
tion or concentration can not generally be probed. Recently, a new technique that
disperses in time the diﬀerent spectral components of a broadband light source in-
teracting with a given sample has been developed, allowing to probe changes in the
composition or concentration on ultra-fast time scales. The technique consists in
using a dispersive medium such as a highly dispersive optical fiber or a fiber Bragg-
grating placed after the sample to separate in time the spectral components of a
pulsed source [47,48]. The dispersive medium eﬀectively acts as a Fourier transform
such that the temporal trace measured with a fast photodiode and real-time oscillo-
scope corresponds to the spectrum of the light source absorbed by the gas. Such a
dispersive Fourier transform (DFT) technique is simple to implement and extremely
fast with the possibility to measure single-shot spectra up to the GHz rate (sub
ns). The resolution of the technique is determined by the total amount of dispersion
of the fiber (or grating) and sub-pm resolution has been demonstrated using this
technique [48–50]. The dispersive Fourier transform approach is discussed in more
details in Chapter 5 where its principle is partly exploited in the work reported in
Publications III and IV.
Spectral ghost imaging
In contrast with the direct measurement methods described above, correlation imag-
ing measures the correlation function between the intensity emitted by a light source
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and the total (integrated) intensity transmitted (or reflected) by an object, such that
the image can be constructed without the object to be actually seen [51–53]. The
essential nature of such ghost imaging lies in the mutual spatial correlation of the
two beams, and the image can be simply obtained by summing all of the probing
patterns, each weighted by the integrated signal from the detector. By adapting and
transposing this technique originally developed to generate images of real physical
objects into the spectral domain, once can perform indirect absorption spectroscopic
measurements as demonstrated in Publication III. In this case, a pulsed incoherent
light source is used as the origin of spectral fluctuations and light is split between
two arms: the reference and the test arms. In the reference arm, the spectral fluc-
tuations are measured in real (using e.g. the DFT technique). In the test arm, light
propagates through a gas sample to be analyzed and the total intensity integrated
over the entire wavelength range is measured by a slow photodiode. Thousands of
single-shot spectra are recorded with a fast oscilloscope simultaneously to the inte-
grated intensity signal from the slow detector. By correlating the single-shot spectra
from the reference arm which have not interacted with the gas and the total signal
from the test arm one can reconstruct the absorption spectrum of a given sample.
The advantage of the correlation approach is that it only detects the total integrated
signal after the object and thus can be in principle very sensitive even in low light
conditions or in spectral regions where no fast detector exists. It is also inherently
insensitive to any perturbation occurring between the object and the detector. The
resolution of the technique is determined by the resolution with which the spectral
fluctuations are measured in real time in the reference arm. Such a spectral domain
ghost imaging approach can be extended to perform imaging of real physical objects
using the principles of optical coherence tomography and this is demonstrated in
Publication IV.
2.3 Light sources
When considering a light source for spectroscopic (or imaging) applications, there
are several parameters that should be considered including intensity or power, band-
width, coherence (spatial and temporal), temporal behavior (continuous wave or
pulsed source), noise characteristics, and possible tunability. And indeed the per-
formances of the spectroscopy techniques presented in the previous section depend
significantly on the type of light source that is used. For example, higher brightness
yields enhanced sensitivity while larger spectral bandwidth allows for detection of
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multiple species. Figure 2.1 shows a summary of the diﬀerent types of available
light sources and their emission characteristics (wavelength span and intensity) in
relation to the absorption properties of common trace gases.
2.3.1 Continuous-wave lasers
Continuous-wave laser sources are quasi-monochromatic, narrow band, with high
temporal and spatial coherence and usually compact and cheap. These make them
ideal light sources for multiple applications. However in spectroscopy, their fixed
emission wavelength and narrow linewidth restrict their use to the detection of a
specific gas or liquid. Tunable lasers such as external cavity lasers, on the other hand,
oﬀer a narrow linewidth with the possibility of scanning the emission wavelength
across an extended range of wavelengths [54, 55]. The tunability may reach up to
some hundred nanometers but this is generally at the expense of the brightness,
which is not as high as that of fixed wavelength laser sources. Furthermore, their
operating wavelength range is typically restricted to the near-infrared and the limited
scanning speed can increase significantly the measurement time.
2.3.2 Broadband sources
Light sources with broadband emission characteristics can be advantageous to per-
form absorption spectroscopy experiments as they allow, at least in principle, to
detect multiple species. Commonly employed broadband light sources include black-
body radiators or thermal sources and Light emitting diodes (LEDs). A black-body
source is an idealized physical body that absorbs and emits electromagnetic radiation









where B(l, T) represents the spectral radiance density (power per unit of solid angle
and per unit of area) at thermal equilibrium for temperature T, h is the Planck
constant and k the Boltzmann constant. The central emission wavelength of the
electromagnetic radiation depends on the temperature and is typically located in
the near and mid-infrared wavelengths for practical temperature that can be ap-
plied (see e.g. Globar source in Fig. 2.1). Black-body sources are temporally and
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spatially incoherent. Gas-discharge lamps are also broadband, generated by send-
ing an electric discharge through an ionized noble gas (argon, neon, krypton, and
xenon or a mixture of them) [57, 58]. Their emission wavelength is mostly confined
to the ultraviolet-visible range and similarly to black-body sources they are inco-
herent. This means that only a tiny fraction of the total emitted power can be
used in practice and their collimation into a non-diverging beam is diﬃcult, which
results in limited sensitivity and resolution when used for absorption spectroscopy
experiments.
Figure 2.1 Absorption cross-section of common gas molecules (top) in relation to the
spectral intensity of available light sources (bottom). Figure reproduced from [59].
LEDs are compact and cost-eﬀective broadband light sources emitting in the vis-
ible with low power consumption, which makes them highly attractive as light
source for lighting [60]. They have a relatively high brightness, however, their band-
width is significantly reduced when compared to black-body or gas-discharge lamps.
Superluminescent LEDs (SLEDs), on the other hand, exhibit even higher brightness
with (limited) broadband emission in the near-infrared and are thus more adapted
for broadband spectroscopy [39] as their spectrum is broader than that of a contin-
uous wave laser and they are much brighter than a thermal source. Fiber-coupled
superluminescent LEDs are available resulting in improved spatial coherence which
facilitates collimation [61].
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2.3.3 Optical parametric oscillators and amplifiers
Optical parametric oscillators (OPOs) and optical parametric amplifiers (OPAs)
[62, 63] combine the advantage of a monochromatic laser (i.e. high brightness, nar-
row linewidth and high spatial coherence) with a broad wavelength operation range
that can not be reached by direct laser emission. OPAs and OPOs rely on nonlinear
frequency conversion in a crystal using diﬀerence-frequency generation process [64].
Specifically, when a strong pump beam co-propagates with a weaker signal beam at a
diﬀerent frequency in a nonlinear crystal, an idler beam is generated with a frequency
equal to the frequency diﬀerence between the pump and signal beams. The signal
does not need to be injected as a separate beam and may be generated from initial
spontaneous parametric down-conversion (or sum-frequency generation). The pro-
cess allows to reach wavelengths in spectral regions where direct laser emission is not
available, including the ultraviolet or the mid-infrared. One significant advantage of
OPA/OPO systems is that they are inherently tunable over extended wavelengths
ranges, yet to be eﬃcient the process requires very large pump intensities as well
phase-matching between the pump and signal. Depending on the targeted spec-
tral coverage, diﬀerent types of nonlinear crystals are used where phase-matching
can be achieved (via temperature or angle tuning) [65–69]. The main drawback
of OPOs and OPAs is that they are expensive and bulky systems (pump, cooling
system, complex optical cavities), making their use outside laboratories unpracti-
cal. OPOs/OPAs can also operate in pulsed mode where they emit radiation over a
much broader bandwidth than in continuous-wave mode. This can allow removing
the need for wavelength scanning in spectroscopy applications.
2.3.4 Frequency combs
A frequency comb is a coherent (i.e. phase-stable) broadband laser source whose
spectrum consists of a serie of discrete and equally spaced lines [70]. There is a
wide range of methods to generate frequency combs, including external modulation
(amplitude and/or phase) of quasi-monochromatic lasers, nonlinear frequency mix-
ing in nonlinear crystals or nonlinear waveguides (fibers, micro-resonators etc...) or
intra-cavity mode-locking [71–74]. All these methods produce a steady train of short
pulses in the time domain and, correspondingly in the frequency domain, a spec-
trum with equally spaced lines inversely proportional to the pulse train temporal
periodicity. Originally developed to be used as frequency counters in optical fre-
quency metrology [75], frequency combs are now widely employed in spectroscopic
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applications [19, 76, 77]. As a matter of fact, their characteristics in terms of ac-
curacy, spectral purity, and broad spectral coverage make them an ideal tool for
probing the spectral signatures of various materials and media. And indeed, mul-
tiple frequency-comb based techniques have been developed including, direct comb
absorption spectroscopy where the large number of frequency comb lines provide
a massive set of parallel detection channels, dual-comb spectroscopy that converts
optical frequencies to radio frequencies allowing for amplitude and phase changes
caused by absorption to be detected, or cavity-enhanced comb spectroscopy in which
every comb line is coupled into a high finesse cavity mode allowing for ultra-sensitive
detection with multiple parallel spectral channels [77,78]. However, frequency combs
are currently not available in all spectral regions, in particular in the mid-infrared
range, and their bandwidth or brightness may be limited.
2.3.5 Supercontinuum sources
Supercontinuum (SC) generation refers to the massive spectral broadening experi-
enced by an optical field with narrow bandwidth during propagation into a nonlinear
medium [79, 80]. SC generation was first observed in the 1970s when intense and
short optical pulses where focused into a bulk piece of glass [81, 82]. The term su-
percontinuum first appeared in the literature in 1980 [83] to emphasize the fact that
a large and continuous range of frequency is generated during the nonlinear propa-
gation. SC generation is mostly observed in materials with a third-order nonlinear
susceptibility where most of nonlinear dynamics arise from the optical Kerr-eﬀect
associated with the intensity-dependence of the material refractive index in which an
intense optical field propagates. The physics of SC generation is generally complex
and depends on multiple parameters including the characteristics of the injected op-
tical field (power, temporal profile, wavelength) and that of the nonlinear medium
(dispersion and nonlinearity). Because of obvious advantages such as low-footprint
and portability, broadband SC generated in an optical fiber or waveguide are highly
attractive from an application viewpoint and in what follows we therefore restrict
the discussion to fiber-based supercontinuum light sources.
The potential of optical fibers for SC generation has been rapidly realized, allowing
to maintain high intensities over much longer propagation distances and therefore
enhanced nonlinear interactions as compared to bulk geometries where diﬀraction
can be a severe limitation. Yet, although the first observation of SC generation in the
near infrared using an optical fiber dates back from the mid 1970’s [84], it was nott
2.3. Light sources 17
until the very end of the 1990’s that it became the subject of intense research and
development. And it is only very recently that applications taking advantages of the
unique properties of such light sources have started emerging. In this context, the
end of the 1990’s represent a significant milestone in the development of SC sources.
This is due to the combination of two factors: on one hand the development of ultra-
fast Ti:Sapphire laser sources capable of producing pulses of light with femtosecond
duration [85,86] and, on the other hand, the emergence of a new class of optical fibers
known as of photonic crystal fibers with widely tailorable dispersion and nonlinear
characteristics [87]. And indeed by launching low energy 100 fs pump pulses from
a Ti:Sapphire laser into a single-mode photonic crystal fiber, Ranka et al. observed
for the first time the generation of a true white light supercontinuum extending
over more than one frequency octave from the UV to the near-IR [88]. Besides
the remarkably large spectral bandwidth, what makes fiber-based supercontinuum
sources so attractive from an application perspective is that their spatial extent
can be confined to a single mode such that the SC generation process preserves
perfectly the high spatial coherence properties of the incident laser beam. A practical
consequence is that SC beams can be collimated over long distances which is a
significant advantage over gas lamps or black body light sources. This also means
that the brightness of SC sources is very high. A fiber-based supercontinuum thus
combines the brightness and focusing properties of a laser beam with the spectral
bandwidth of thermal emitters, yielding a unique source of light [89].
Short pulse duration Long pulse duration
Anomalous Soliton Modulation instability
dispersion Dispersive waves Solitons dynamics
Normal Self-phase modulation Raman scattering
dispersion Four-wave mixing Four-wave mixing
Table 2.1 Summary of nonlinear SC generation dynamics depending on the duration of
the pump pulse and dispersion regime.
Detailed understanding of the physics of SC generation in optical fibers has rapidly
opened up new perspectives in e.g. frequency metrology, optical imaging or remote
sensing, with the possibility of tailoring the SC source properties to the targeted
application. The ultra-broad bandwidth of SC sources is naturally central to any
given application but the spectral and temporal coherence properties are also of
high significance, as we shall see in the following chapters. The spectral and tem-
poral characteristics of a fiber-based SC depend dramatically on the properties of
the pump pulses (duration, peak power, polarization) and the parameters of the
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fiber (dispersion, nonlinearity) [66,90–92]. In the following we briefly introduce the
diﬀerent nonlinear mechanisms that underpin SC generation in optical fibers. The
nonlinear dynamics that lead to the generation of a broadband SC can be coarsely
divided into four distinct regimes depending on the duration of the pump pulses
injected into the optical fiber and their wavelengths relative to the zero-dispersion
wavelength of the fiber, as summarized in Table 2.1. The dynamics in the normal
dispersion regimes are dominated by self-phase modulation (SPM) and four-wave
mixing (FWM) for pulses with initial duration up to few picoseconds. These lead to
SC spectra with a relatively symmetrical spectrum [80,90]. For longer durations, the
SC generation process is essentially triggered by cascaded stimulated Raman scat-
tering leading to a strong spectral asymmetry towards the long wavelengths [93,94].
In the anomalous dispersion regime on the other hand, SC generation arises from
soliton dynamics. For pulses of duration below few hundred of femtosecond, the
dynamics are self-seeded and initiated by higher-order soliton compression and sub-
sequent fission into multiple fundamental solitons [90]. If the wavelength of the
pump pulses is not too far detuned from the zero-dispersion of the fiber, the spec-
trum of the solitons extends into the normal dispersion regime which triggers the
nonlinear emission of resonant dispersive waves on the short wavelengths side. The
solitons also experience a frequency downshift due to (self-seeded) simulated Raman
scattering, which extends the SC spectrum towards the long wavelengths side. For
longer pump pulses, the initial spectral broadening arises from noise amplification
via modulation instability, resulting in the formation of a train of solitons with
random characteristics (duration and amplitude) [95]. These solitons subsequently
undergo similar dynamics as in the case of short pump pulses. A particular feature
associated with the long pump pulse regime is that the nonlinear dynamics are ini-
tially seeded by the noise present on the pump pulses. And this, irrespective of the
dispersion regime. This leads to temporally (or spectrally) incoherent SC with sig-
nificant temporal and spectral intensity fluctuations between consecutive SC pulses
at the fiber output, a characteristics which is central to all the work described in the
following chapters. Note that, in the short pump pulse regime, on the other hand,
the supercontinuum can be highly stable with a constant complex amplitude from
pulse to pulse, resulting in a perfect frequency comb.
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2.4 Conclusion
There is a wide range of available methods to perform optical spectroscopic mea-
surements and they all have advantages and drawbacks. Depending on the key
criteria (cost-eﬀective, footprint, sensitivity, selectivity etc...), one or the other may
be selected. For each of the techniques, there is typically a wide availability of
light sources and the particular choice of light source will aﬀect the detection per-
formances. Among those, fiber-based supercontinuum sources are very promising
candidates to deliver optimum performances, combining the high brightness and spa-
tial coherence properties of lasers with the spectral bandwidth of thermal incoherent
sources. It is these unique properties that have been exploited and advantageously
used in this thesis, to either enhance the performances of some of the spectroscopic
techniques introduced above, or to derive new approaches to spectroscopy and imag-
ing. Specifically, in the next chapters we demonstrate how supercontinuum sources
can be used to perform broadband cavity-enhanced absorption spectroscopy and
broadband photoacoustic spectroscopy in the mid-infrared spectral region. We fur-
ther exploit the large pulse-to-pulse fluctuations of spectrally incoherent SC sources
generated from long pump pulses and recent developments in dispersive Fourier
transform to demonstrate new indirect approaches to spectroscopy and imaging in





In this chapter, we first introduce the general principle behind cavity-enhanced
absorption spectroscopy (CEAS) and then present, for the first time, its application
to the the mid-infrared detection of multiple gases using a tailored supercontinuum
source. The results of this work are reported in Publication I.
3.1 Operation principle
CEAS uses a cavity to increase the eﬀective optical interaction path [96–99], lead-
ing to increased absorption when a sample is placed in the cavity. The increased
absorption in turn leads to enhanced sensitivity. Similarly to most spectroscopy
techniques, advantages are often balanced by drawbacks. In the case of CEAS,
because the cavity is generally formed by highly reflective mirrors to increase sig-
nificantly the interaction length, the transmitted signal to be detected at the cavity
output is correspondingly very weak. It is therefore essential to use a light source
with high brightness and/or a highly sensitive detection system. Previous experi-
ments have been implemented with various types of sources, mostly broadband in
order to detect multiple species in the visible and near-infrared [98–100]. However,
certain gas or molecules do not absorb strongly in these wavelengths range or not
at all, and absorption spectroscopy in the mid-infrared where absorption lines can
be much stronger may be beneficial [101–105]. The main diﬃculty however with the
mid-infrared is to find spatially coherent bright sources of light which can remain
collimated over long distances [106]. The purpose of the work reported in this chap-
ter and whose results appear in Publication II is to tailor a mid-infrared fiber-based
supercontinuum source to perform mid-infrared CEAS with high reflectivity mirrors
and long eﬀective interaction length.
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3.2 Cavity-enhanced absorption spectroscopy with a broad-
band source
CEAS can be used with broadband sources allowing for detecting simultaneously
multiple species. Similarly to the case of narrowband sources [31], the technique
is relatively simple and robust consisting in sending a collimated light beam into a
sealed optical cavity, generally formed by a tube and two highly reflective concave
mirrors in both ends. Light trapped inside the cavity is reflected multiple times oﬀ
the mirrors and interact over long eﬀective distances with the sample which may be
solid, liquid or gaseous. A confocal design is typically used for the cavity in order
to increase the eﬀective interaction distance, as this design preserves the beam size
by refocusing the beam after each reflection [107]. Following the DOAS approach,
the spectral intensity ID(l) of the light measured at the cavity output with a high
resolution spectrometer is then compared to the spectral intensity I(0)D (l) measured
at the cavity output in the absence of sample in the cavity.
Figure 3.1 Schematic of CEAS method. M1,2: mirrors, IS(l): intensity of the light source
injected into the cavity, ID(l): intensity detected at the cavity output in the presence of
gas molecules in the cavity, d: cavity length, R: reflectivity of the mirrors, t: single-pass
absorption of the gas. Adapted from [107].
The detected spectral intensity ID(l) after the cavity can be modelled by considering
the simple schematic shown in Fig. 3.1. The mirrors M1 and M2 are assumed to be
identical and their transmission is taken to be r = 1 – R where R is the (intensity)
reflection coeﬃcient of the mirror. For simplicity, we assume that the beam size is
constant inside the cavity. The cavity length is d and the cavity is assumed to be
filled with a gas of number density N and absorption cross-section s. The spectral
intensity at the cavity output after k round-trips inside the cavity can be readily
calculated from the spectral intensity at the cavity output after k – 1 round-trips as:
Ik(l) = Ik–1(l)R2(1 – t)2, (3.1)
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where Ik(l) and Ik–1(l) are the intensities at the cavity output after k and k – 1
round-trips, respectively. Here, t ' ad represents the single-pass absorption induced
by the presence of the gas in the cavity. After n round-trips, the intensity at the
cavity output is thus given by:
In(l) = Is(l)(1 – R)2R2n(1 – t)2n+1, (3.2)
where Is(l) is the spectral intensity of the light source injected into the cavity. In
the absence of absorbing gas in the cavity, t = 0 and denoting in this case I(0)n (l)
the spectral intensity after n round-trips, we have:
I(0)n (l) = Is(l)(1 – R)2R2n. (3.3)
The spectral intensity at the cavity output is integrated over multiple round-trips
when measured with a photodetector with long integration time such that the de-










The two equations above simply represent geometrical series such that the summa-
tion can be performed exactly to give:
ID(l) = Is(l)
(1 – R)2(1 – t)
1 – R2(1 – t)2
(3.6)
and




Substituting R = 1 – r and assuming that r, t << 1, the intensities at the cavity
output can be rewritten, in the presence and absence of absorbing molecules, as
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and




The optical density measured by diﬀerential optical absorption spectroscopy (DOAS)
is therefore given by:
D(l) = – log
0@I(0)D (l)
ID(l)




where log represents the natural logarithm to base 10, and we have now also in-
cluded the possible wavelength-dependence of both the molecules absorption t(l)
and mirrors transmission r(l).
The small single-pass absorption t induced by the presence of the gas in the cavity
is given by the linear approximation of the Beer-Lambert law and is directly pro-
portional to the gas absorption cross-section s(l) and number density N (and hence
to the gas concentration):
t(l) = 1 – e–a(l)d = 1 – e–s(l)Nd ' s(l)Nd. (3.11)
In the case of multiple gas species simultaneously present in the cavity, Eq. (3.11)






where s(l)j and Nj are the cross-section and number density of gas species j.
Equations (3.10),(3.11) and (3.12) model the optical density of the gas when the
DOAS approach is used to perform cavity enhanced spectroscopy. The enhance-
ment provided by the cavity is apparent from Eq. (3.10) where the eﬀective absorp-
tion is increased by a factor inversely proportional to the mirrors transmission or
equivalently by the finesse of the cavity.
In a practical experiment one also needs to account for the spectral response of
the spectrometer that measures the spectral intensity at the cavity output, as well
as for potential smoothly varying absorbers, or drift in the input intensity due to
fluctuations in the source [39]. These latter contributions may be modelled as a
low-order (wavelength-dependent) polynomial correction [39]. The measured optical
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density in this case is then given by:












where g(l) represents the spectrometer response function and ak are the low-order
polynomial coeﬃcients accounting for smoothly varying absorbers and potential
drift in the light source intensity. Note that the absorption cross-section s(l) can
be modelled precisely using the HITRAN2012 database [108] which accounts for
multiple parameters such as gas concentration, temperature and pressure.
Previous demonstration of broadband incoherent CEAS have used black body, LEDs
or SLEDs as a light source [98, 99, 107, 109]. Although the detection limit reached
was at the part-per-trillion level, the brightness of these sources is still relatively
low compared to fiber-based supercontinuum sources which are fully spatially co-
herent (if generated in single-mode fibers) and much brighter, allowing in principle
for lower detection limits. Because of the lack of suitable broadband light sources
in other wavelength regions and, in particular the mid-infrared, all of broadband
CEAS applications have been restricted to the near-infrared. Furthermore, the fact
that detectors are generally much less sensitive in the mid-infrared, the use of a
high brightness light source is paramount for the application of broadband CEAS
in this wavelength range. With intense research eﬀorts into the development of
supercontinuum sources in the past two decades, supercontinuum sources reaching
the mid-infrared spectral region have started emerging [94,110,111] and appear as a
strong candidate for broadband CEAS in the molecular fingerprint region. In what
follows, we describe the development of a supercontinuum source extending up to
3.7 mm. The source is then employed to perform the first demonstration of multi-
species broadband CEAS beyond 3 mm where methane and acetylene exhibit strong
absorption lines.
3.3 Mid-infrared supercontinuum source
The main objective was to develop a compact, all-fiber supercontinuum (SC) source
that reaches the mid-IR wavelengths using only oﬀ-the-shelf, cost-eﬀective optical
components. The SC source was constructed from a gain-switched fiber laser (pump
laser) emitting 0.6 ns pulses at 1547 nm with tunable repetition rate from 50 kHz to
1 MHz. At a repetition rate of 100 kHz, the average power is 600 mW corresponding
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to a pulse peak power of around 10 kW. Spectral broadening of the pump pulses into
a broadband continuum is achieved in two steps. Pulses from the pump laser are
first injected into the anomalous dispersion regime of a 4 m-long dispersion-shifted
fiber (DSF) made of silica, with a zero-dispersion-wavelength (ZDW) at around
1510 nm. Anomalous dispersion pumping near the ZDW has been indeed shown
to be the most eﬀective approach to broadband supercontinuum generation [90].
For long pump pulses the spectral broadening dynamics are initially seeded by the
noise present on the pump pulses which, as a result of exponential amplification by
modulation instability, breaks the initial sub-ns pulses into ultra-short solitons of
sub-100 fs duration. Soliton dynamics including dispersive wave generation on the
short wavelength side and Raman self-frequency shift towards the long wavelengths
further extend the supercontinuum spectrum from c.a. 800 nm to 2400 nm which
corresponds to the long wavelength edge of the silica transparency window. The SC
spectrum at the DSF output is shown in Fig. 3.2.
Figure 3.2 Spectrum of the SC at the output of the 4 m long DSF.
In order to extend the SC spectrum further and reach out to the mid-infrared range,
the pulses are subsequently propagated in a 7 m-long fluoride [ZrF4-BaF2-LaF3-
AlF3-NaF (ZBLAN)] fiber whose transparency window extends up to 4000 nm [112].
The ZDW of the ZBLAN fiber is at 1620 nm such that a significant part of the spec-
trum already lies in the anomalous regime, allowing for additional solitons dynamics
and further extension towards the mid-infrared. The result is a SC spectrum stretch-
ing from 800 nm to 3750 nm as shown in Fig. 3.3. The spectrum was recorded using
an optical spectrum analyzer (OSA) for the wavelengths shorter than 1700 nm and
a monochromator calibrated with a black body heated at 700 K for the longer wave-
lengths. The average power at the output of the ZBLAN fiber was measured to be
160 mW. This represents a 27% conversion eﬃciency from the pump laser. Albeit
rather small, the core diameter mismatch between the pump laser fiber output and
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the DSF on one hand, and the DSF and ZBLAN fibers on the other hand is mostly
responsible for the loss of power in the SC generation process. Attenuation along
the DSF and ZBLAN can also contribute.
Figure 3.3 Spectrum of the SC at the output of the DSF and ZBLAN fibers combination.
The output of the SC is collimated into a 5 mm beam with an aspheric lens of
4 mm focal length with anti-reflection coating for wavelengths from 3 to 5 mm.
The beam is spectrally filtered with two long-pass filters with cut-on wavelengths
of 2337 and 2989 nm, respectively to select the part of the spectrum beyond 3 mm
that will be used for the demonstration of broadband CEAS in the mid-infrared.
This spectral filtering step is implemented due to possible interference between the
first and second diﬀraction order of the grating in the monochromator which may
occur for wavelengths above 1500 nm, leading to distortion in the measured spectral
intensity at the cavity output. After spectral filtering the average power is around
5 mW.
Figure 3.4 Experimental setup. L: lens, F1/2: spectral filters, C: chopper, MC: mono-
chromator, PD: photodiode, LIA: lock-in amplifier, PC: computer. Adapted from Publi-
cation I.
The spectrally filtered beam is directed to a confocal cavity as shown in Fig. 3.4.
The custom-made cavity was built from an aluminum tube sealed by two highly re-
flective mirrors with a manufacturer-specified reflectivity over 99.7% for wavelengths
between 3000 and 3450 nm. Two nozzles were added in both ends (on top) of the cav-
ity allowing for gases to circulate inside the cavity where the flow is controlled with
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mass flow controllers. Because of the high finesse of the cavity, the intensity of the
light beam drops from 5 mW to less than 10 mW at the cavity output corresponding
to a power spectral density of 20 nW/nm over the 3000-3450 nm wavelength range.
This makes the spectral detection challenging due to poor sensitivity of common
detectors in this region.
3.4 Detection & Calibration of the system
The beam from the cavity output is focused to the entrance slit of the monochro-
mator using a MgF2 lens of 50 mm focal length. Inside the monochromator, the
diﬀerent spectral components are spatially dispersed with a 300 grooves/mm grating
to the exit slit that selects a specific wavelength whose intensity is measured with a
liquid nitrogen-cooled InAs photodetector. The grating is rotated to scan through
all wavelengths to retrieve the spectrum of the light transmitted through the cavity.
The spectral resolution of the measurement is determined by the number of grooves
in the grating and the size of the slits. In the experiments reported below, spectra
were measured with a resolution of 1 nm.
In order to increase the sensitivity of the detection, we use additional lock-in detec-
tion after the monochromator. Lock-in detection uses heterodyne mixing of its input
with an external (modulating) reference to oﬀset the signal frequency [113]. Subse-
quent electrical low-pass filtering allows for selective determination of the amplitude
(and phase) of the signal in the narrow frequency band around the oﬀset frequency
set by the reference oscillator. Other frequencies where noise is mostly present
are rejected, which increases significantly the signal-to-noise ratio of the detection
system. The input signal to the lock-in amplifier is that from the photodetector
at the monochromator output and the external oscillator is a mechanical chopper
placed before the monochromator that modulates the SC light at a frequency of
245 Hz. The signal to the lock-in amplifier is integrated over 1 s and collected
with a computer through a data acquisition card. The computer also controls and
records simultaneously the grating position in the monochromator. Both data col-
lection and monochromator wavelength scan are integrated in the same (LabVIEW)
program that then produces the spectrum measured at the cavity output with the
lock-in/monochromator combination. Note, that the 1 s-delay resulting from the
lock-in integration time is accounted for by the program to ensure that the grating
position stays still during the measurement by the lock-in amplifier.
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In order to retrieve the concentration of gas(es) flowing through the cavity, we use
the DOAS approach described above in Section 3.2. However, because the spectral-
dependence of the experimental setup is not precisely known (e.g. the mirrors re-
flectivity or the lenses transmission may slightly vary from that provided by the
manufacturers) or the monochromator instrument response may vary from the 1 nm
nominal resolution, the spectral measurements are calibrated so as to determine the
values of the fitting parameters used in Eq. (3.13). The calibration step consists
in performing DOAS measurements of a gas sample of known concentration and
fit the measured optical density using a least-square method [114]. The theoret-
ical gas absorption cross-section as taken from the HITRAN 2012 database, the
spectral-dependence of the mirror reflectivity, the resolution function, and system
drift polynomial are used as fitting parameters. Once the spectral response of the
system has been calibrated and the fitting parameters determined, unknown gas
concentration can be determined with sub-part-per-million accuracy as shown in
the next section.
3.5 Results and limitations
The measurements reported were achieved with the experimental setup described
above. In principle, the reference spectrum I(0)D (l) should correspond to the spec-
trum measured at the output of the cavity in the complete absence of gas. However,
vacuum is not easily achieved in the cavity and the seals can not withstand the very
high pressure required to reach full vacuum. Instead, the reference measurement is
taken from pure nitrogen (N2) flowing in the cavity and which does not exhibit any
absorption features in the spectral range of interest. This also removes all poten-
tial trace of residual water in the cavity (and naturally present in air). The cavity
is then filled with a specific gas and the spectrum ID(l) at the cavity output is
measured again. The optical density is then calculated from the ratio of the refer-
ence to the gas measurement – log[I(0)D (l)/ID(l)] and it is fitted with the same least
square method used to determine the value of the apparatus parameters with now
the concentration as the only free-running parameter.
Two diﬀerent gases (acetylene and methane) were selected with strong absorption
lines in the 3000-3450 nm wavelength region. The gases were diluted with pure
nitrogen using mass-flow controllers in order to control their concentrations. Figure
3.5 shows the result of the fit for (a) acetylene with 5 ppm concentration and (b)
methane with a 4 ppm concentration. The blue lines correspond the measured
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Figure 3.5 Optical density of (a) acetylene with 5 ppm concentration and (b) methane
with 4 ppm concentration. The blue line corresponds to experimental measurements and
the purple line to a least-square fit model using Eq. (3.13). Adapted from Publication I.
optical density while the purple lines are the result of the least-square fit using the
theoretical acetylene and methane cross-sections from the HITRAN 2012 database.
The negative value of the optical density is due to the detection noise. The least-
square fit of Eq. (3.13) is in very good qualitative agreement with the experimental
optical density in both cases. Note that a significant advantage of the broadband
method here is that the fit is performed over a large wavelength range and thus a
large number of distinct absorption lines, which decreases the error in the retrieved
concentration even in the case of a relatively low signal-to-noise ratio.
The calibrated values of the mirrors losses and measurement resolution were then
used to determine the sensitivity of the method by repeating the measurement for
decreasing nominal gas concentrations but using the gas concentration as the only
free-running parameter in the fit. The method sensitivity may then be determined by
comparing the concentration retrieved from the fit with the nominal concentration.
The results are shown in Fig. 3.6 both for acetylene with nominal concentrations
varied from 0.5 to 10 ppm [Fig. 3.6(a)] and for methane [Fig. 3.6(b)] with nominal
concentrations from 0.25 to 8 ppm.
One can see how the correspondence is excellent between the nominal and retrieved
concentrations (the one-to-one correspondence is marked as the blue line) down
to values of 0.5 ppm [Fig. 3.6(a)] and 0.25 ppm [Fig. 3.6(b)] for acetylene and
methane, respectively. These values represent the detection limit of the technique
for the developed system.
In order to fully exploit the potential of broadband CEAS using a SC light source,
we then moved on to demonstrate that one can perform measurements over an
extremely large spectral bandwidth to detect multiple gas species simultaneously.
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Figure 3.6 Comparison between nominal and retrieved concentrations for (a) acetylene
and (b) methane. Adapted from Publication I.
Specifically, we exploited the full 450 nm wavelength range over which the mirrors
exhibit high reflectivity and performed DOAS measurement of a mixture of acety-
lene and methane with 5 ppm and 2 ppm nominal concentrations, respectively. The
experimentally measured optical density as well the result of the least square fit
using the acetylene and methane concentrations as the free-running parameters are
presented in Fig. 3.7 (plus a small-order polynomial to account for possible system
drift during the relatively long total measurement time). The solid blue line repre-
sents the measured optical density while the solid purple line is the theoretical fit
using Eq. (3.13) and the acetylene/methane cross-sections taken from HITRAN 2012
database. The retrieved concentrations from the least-square fit are 5.03 ppm and
1.98 ppm for the acetylene and methane, in excellent agreement with the nominal
concentrations.
Figure 3.7 Simultaneous detection of 5 ppm of acetylene and 2 ppm of methane. The blue
and purple lines correspond to the measured and modelled optical intensity respectively.
Adapted from Publication I
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3.6 Conclusions
Incoherent broadband CEAS has been demonstrated in the mid-IR range using a
supercontinuum source and the retrieved concentration for a single gas or a mixture
of two gases is in very good agreement with the nominal concentration of the sample
flowing inside the cavity. The mid-IR range is an ideal window for gas measurements
that do not generally exhibit strong absorption features in the visible or near-IR
range. The use of a supercontinuum source here is a significant advantage due to its
high brightness, wide bandwidth and perfect spatial coherence allowing to propagate
over a long eﬀective path in the cavity. While the achieved detection limits may
not appear to be overly impressive as compared to those achieved using single-
wavelength laser sources, one should bear in mind the rather remarkable 500 nm span
of the detection. Current detection limits are better than what could be achieved
with a conventional black body source in this wavelength range and we anticipate
that much lower detection limits can be reached in the future if the SC power and/or




In this chapter, we first introduce the general principle behind photoacoustic spec-
troscopy (PAS) and in particular the link between absorption of radiation by a
sample and the generation of an acoustic wave. We move on to describe how a
Fourier transform infrared spectrometer that modulates the light source can be con-
veniently used to translate optical frequencies into acoustic frequencies. We then
report an experimental comparison of photoacoustic gas measurements between a
black body source and a supercontinuum source in the mid-infrared spectral region
using a cantilever that optically reads out the signal from the acoustic cell. This
work reported in Publication II represents the first demonstration of photoacoustic
spectroscopy in the mid-infrared using a supercontinuum source.
4.1 Principle of photoacoustic spectroscopy
The concept behind PAS was initially discovered in 1880 by Alexander Graham Bell
who observed that a beam of light modulated at an acoustic frequency and focused
onto an absorbing sample could lead to the generation of a perfectly audible sound
[115]. And the stronger the absorption in the sample, the louder was the emitted
sound [116]. Such photoacoustic eﬀect can be understood by considering the energy
exchange occurring when light is absorbed by a given molecule placed in a sealed
chamber. Specifically, the energy absorbed from the light source leads to increased
molecule vibrations, which in turn increases its temperature. Assuming that the
volume of the chamber where the molecules are placed is constant, an increase in
the temperature leads correspondingly to an increase in the pressure. If the light
is periodically modulated, the pressure in the chamber is then also periodically
modulated creating acoustic waves that can be measured with a microphone, which
converts the acoustic signal into an electrical signal [117]. The photoacoustic eﬀect
can be eﬃciently exploited to perform broadband sensitive absorption spectroscopy
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as mentioned in the introductory chapter of this thesis. The general principle is
described in more details below.
Consider a quasi-monochromatic source of light at frequency n0 with intensity mod-




[1 + cos(2pf0t)] , (4.1)
where I0(n0) is the unmodulated light source intensity, and assume that the mod-
ulated intensity is sent through a chamber where molecules absorbing light at fre-
quency n0 are present. The AC component of the acoustic signal S(t) generated
by the absorbing molecules and measured with a microphone at the output of the







cos (2pf0t) , (4.2)
where a(n0) is the absorption coeﬃcient of the molecules at frequency (n0) and d
the length of the chamber. The Fourier transform S˜(f) of the acoustic signal S(t) is




a(n0)dd(f – f0), (4.3)
where d is the Kronecker symbol and we have assumed that the absorption is small
such that 1 – e–a(n0)d ⇡ a(n0)d. Note that in writing Eq. (4.3) we have only consid-
ered the positive frequency parts of the spectrum, the negative part being redundant.
The Fourier spectrum of the recorded acoustic signal is a delta-function centered at
the frequency f0 with amplitude proportional to the absorption coeﬃcient a(n0). The
advantage of the technique compared to other diﬀerential absorption spectroscopy
technique becomes apparent. PAS is a background-free technique which does not
require to measure the initial spectrum of the light source as the detected signal is
directly proportional to the absorption and it is this feature inherent to the PAS
technique that makes it particularly sensitive. The approach can be extended to
the case of a broadband light source to probe simultaneously the molecules absorp-
tion over a wide frequency (or wavelength) range [118]. In this case, the diﬀerent
spectral components of the broadband light source are each modulated individu-
ally and the Fourier transform of the interferogram measured by the microphone
(commonly referred to as the PAS signal) provides a direct measurement of the
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4.1.1 Resonant vs. non-resonant detection
Photoacoustic cells can be operated in resonant or non-resonant mode. In the case
of the non-resonant mode, the dimensions of the cell need to be smaller than the
modulation period of the pressure wave, otherwise pressure waves inside the cell
may form standing wave patterns which adds noise to the photoacoustic signal as
the average pressure in the cavity oscillates with the modulation frequency of the
cell [120]. In the case of resonant mode operation, light is modulated at the resonant
frequency of the cell resulting in amplification of the acoustic signal by the quality
factor of the cell [121]. Cells based on quartz tuning forks can reach quality factors
over 104 and allow in principle for significantly enhanced sensitivity [122]. However,
the cell design is usually complex, the background noise is also amplified by the
resonant cell and the resonance frequency of the cell needs to be perfectly adjusted
to the modulation frequency such as any drift of the resonance frequency can degrade
or even suppress the resonant enhancement [123]. This also implies that one can not
use a broadband light source with a resonant PAS cell as in this case the individual
spectral components of the light source are modulated at diﬀerent frequencies (see
next sub-section) while the cell can only be resonant for a single frequency. In the
work reported below, a non-resonant cell was used.
4.1.2 FT-IR spectrometer as a scanning interferometer
A Fourier transform infrared (FT-IR) spectrometer is a device that traditionally
measures a broadband spectrum [116]. Unlike a conventional grating-based spec-
trometer that disperses spatially the spectral components and measures their inten-
sity separately, FT-IR spectrometers collect all the spectral components simultane-
ously and can thus be seen as a multiplexed instrument. Most FT-IR spectrometers
are based on Michelson interferometers as shown in Fig. 4.1. In a Michelson inter-
ferometer, light from the source is divided between two arms with a 50/50 beam
splitter and reflected from each arm by highly reflective mirrors. The two light
waves reflected from each arm are then recombined at the beam splitter where they
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Figure 4.1 FT-IR spectrometer schematic. L: lens, BS: beam splitter, ZPD: zero-path
diﬀerence, Dd: total optical path diﬀerence between the two arms of the Michelson inter-
ferometer.
interfere. The resulting interference pattern is detected with a detector positioned
at the interferometer output. The interference pattern depends on the optical path
diﬀerence Dd between the two arms, which can be conveniently used to measure
the optical spectrum of the light source. Indeed, when the optical path diﬀerence
between the two arms is null, all the spectral components are in-phase and a large
signal is measured by the detector. As the optical path diﬀerence is increased, the
diﬀerent spectral components walk-oﬀ and are not in-phase anymore such that the
signal at the detector follows complex oscillatory variations with decreasing ampli-
tude. When the optical diﬀerence exceeds the coherence length of the source, the
detected signal is essentially constant and independent of the path diﬀerence. The
detected signal as a function of the optical path diﬀerence, thus produces an inter-
ferogram and this interferogram is directly linked to the spectrum of the light source
by Fourier transform [116]. The spectral resolution dl of FT-IR spectrometers is
inversely proportional to the maximum total optical path diﬀerence Ddmax that is







where l0 is the central wavelength of the light source. Note that the resolution is
reduced (i.e. gets worse) if the beam is not collimated and diverges [124]. The use
of perfectly spatially coherent light sources is thus preferable.
Most FT-IR spectrometers operates as rapid-scan interferometers where one of the
mirrors is continuously moved between two reference positions at a constant ve-
locity v as shown in Fig. 4.2 [116]. Collimated monochromatic light propagating
through the Fourier transform infrared spectrometer produces a perfectly sinusoidal
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Figure 4.2 (a) Rapid-scan FT-IR spectrometer schematic. L: lens, BS: beam splitter,
ZPD: zero-path diﬀerence. (b) Change in the path diﬀerence Dd as a function of time t.
Ddmax represents the total range of the mirror total displacement and v represents the
velocity of the moving mirror.
interferogram as a function time. The period of the interferogram corresponds to a
diﬀerence in position of the mirror exactly equal to the wavelength of the incoming
light. This relation can then be used to determine the wavelength of the light source:
l0 = 2vT0, (4.6)
where v is the speed of the scanning mirror and T0 is the period of the recorded
interferogram. Of course, this relation assumes that the scanning mirror velocity is
constant at all times and known with a high degree of accuracy. Residual fluctuations
in the velocity can be detrimental and results in distortion of the interferogram
from a pure sine wave, causing spectral artifacts. In order to correct for any change
in the velocity of the moving mirror, a reference is integrated with the Fourier
transform infrared spectrometer, generally in form of a HeNe laser whose emitting
wavelength lR is accurately known (lR = 632.8 nm). The reference beam travels
in parallel through the interferometer with the light source whose spectrum is to be
characterized, generating its own interferogram measured with a separate detector.
The HeNe reference provides a very accurate calibration of the optical path diﬀerence
and the unknown wavelength of a co-propagating quasi-monochromatic light can be





where TR is the period of the interferogram corresponding to the reference wave-
length lR. In the case of a broadband source, each spectral components produces its
own sinusoidal interferogram whose period can be retrieved by Fourier transform of
the signal measured at the detector and which then corresponds to the light source
38 4. Broadband photoacoustic spectroscopy
spectrum. The center wavelength of the Fourier transform is calibrated from the





where the T is the period of the measured interferogram. In the case of PAS, the
FT-IR spectrometer is not used directly for spectral measurements but rather to
modulate each wavelength of the light source at a new specific (acoustic) frequency.
Indeed, assuming that the scanning mirror moves at a constant velocity v, the
light intensity at the FT-IR spectrometer output for a single wavelength varies as a












and the acoustic signal generated from absorption by a sample placed in the chamber





where T = 2vt/c is a re-scaled time. When a broadband source is used, the corre-








The Fourier transform of the acoustic signal therefore produces the absorption spec-





4.1.3 Cantilever-enhanced photoacoustic spectroscopy
While microphones have been traditionally used to detect the acoustic signal re-
sulting from light absorption by a sample, they typically have a limited dynamic
range, exhibit a nonlinear response for large pressure waves, are temperature sensi-
tive and can also suﬀer from damping or breathing eﬀect of the membrane during
wide movements [120, 125]. These limitations can reduce the overall sensitivity of
the system. One possible alternative to improve the system sensitivity is to use the
displacement of a cantilever to capture the generated pressure waves [125–129]. A
cantilever is a thin beam generally made of silicon attached to a vertical surface at
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one end which allows large bending range of the unattached end [45]. When hit by
a pressure wave, the cantilever is displaced like a flexible door and its displacement
is directly proportional to the applied pressure and thus to the absorption in the
sample. The changes in the cantilever position can be accurately measured using
an interferometric readout system where the cantilever is utilized as the moving
mirror [44]. A cantilever used as pressure sensor can be more than two order of
magnitudes more sensitive compared to a membrane microphone [125]. Note that
when using a cantilever to detect the acoustic signal, it must be placed in the cham-
ber or cell along with the sample which can not flow, as otherwise it would induce
some additional movement producing erroneous measurements.
4.2 Experimental setup
Broadband, supercontinuum-based cantilever-enhanced photoacoustic spectroscopy
was demonstrated using the experimental setup presented in Fig. 4.3. The supercon-
tinuum source is similar to that used in the demonstration of mid-IR cavity-enhanced
spectroscopy reported in Chapter 3 except for a diﬀerent repetition rate of the pump
laser. The fact that we now use a diﬀerent repetition rate changes the injected peak
power into the DSF fiber and thus aﬀects the generated SC spectral bandwidth.
Specifically, two diﬀerent repetition rates were used (400 kHz and 70 kHz) depend-
ing on the gas sample (water vapor or methane) whose absorption was measured
so as to optimize the SC spectrum and spectral intensity with respect to the gas
absorption band. For a repetition of 400 kHz, the SC spectrum spans from c.a.
1300 to around 2400 nm as shown in Fig. 4.4 while a repetition rate of 70 kHz leads
to a SC spectrum extending from 900 nm up to 3700 nm. Note that in this latter
case the SC spectrum is long-pass filtered above 2330 nm to remove the excess noise
of the supercontinuum in the 1900 nm band occurring. For comparison the figure
also shows the spectrum of the black body source that was used as a comparison
reference for our measurements. We can see how the SC spectral density is much
higher than that of the black body source. Combined with a high spatial coherence,
this leads to improved photoacoustic detection sensitivity as discussed in the next
section.
The SC is collimated into a 2 mm diameter beam with a reflective collimator and
passed through a scanning FT-IR interferometer with a scanning speed v/Dd of
1.6 kHz. Each wavelength of the light source is modulated by the interferometer
according to Eq. (4.9). The SC light is then focused into a 10 cm non-resonant
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Figure 4.3 Experimental setup for broadband PAS. PM: parabolic mirror, M: mirror,
BS: beam splitter, W: window, C: cantilever, GM: gold mirror. Adapted from Publication
II.
cantilever-enhanced photoacoustic cell with a 76 mm focal length oﬀ-axis parabolic
mirror. A gold mirror is placed at the opposite end of the cell to extend the in-
teraction path by a factor of two. The temperature and pressure of the cell are
set to 50 C and 1 bar, respectively. The cantilever is gold-coated of dimensions
6 mm x 1.5 mm x 10 mm and bends with the pressure changes in the sample and
those movements are recorded with sub-pm accuracy by a laser based read-out in-
terferometer. The cantilever sensor and the readout interferometer form an optical
microphone that has demonstrated over hundred times better sensitivity compared
to conventional microphone applied to photoacoustic gas detection [118]. The ab-
sorption features of the sample are retrieved by applying a Fourier transform to the
recorded interferogram signal.
Figure 4.4 SC spectra used to perform PAS of water vapor (blue, 400 kHz repetition
rate) and methane (purple, 70 kHz repetition rate, long-pass filtered). The spectrum of




The experimental setup described in the previous section was used to perform
cantilever-enhanced photoacoustic detection in two diﬀerent wavelength range: 1900
nm where water vapor has strong absorption lines and the 3000 nm ro-vibrational
absorption band of methane which is also highly absorbing. Figure 4.5 plots the
photoacoustic signal obtained from water vapor present in normal room air (20  C
and 30% humidity) corresponding to a concentration of around 7000 ppm in the
PAS cell. The figure compares the absorption spectrum measured with the 400 kHz
repetition rate supercontinuum source (solid blue line) with that obtained when us-
ing the black body source (solid black line). As is common in PAS measurements,
both absorption spectra are the results of an average computed over 10 diﬀerent
FT-IR spectrometer scans in order to improve the signal-to-noise ratio (SNR). In
order to decrease the measurement time of a single scan, the maximum optical path
diﬀerence was set to 0.25 cm (from the 1 cm nominal possibility) resulting in a spec-
tral resolution of 1.4 nm at 1900 nm. For completeness, the absorption spectrum
modelled from the HITRAN 2012 database [108] is also shown in the figure (solid
grey line).
Note that for convenient visualization, the photoacoustic signal from the black body
source is magnified 10 times in the figure and in fact the photoacoustic signal ob-
tained with the black body source is 70 times weaker than that obtained from the
SC source. This significant increase in the photoacoustic signal arises from the much
larger power spectral density of the SC as compared to the black body source, and
which according to Eq. (4.4) leads to a corresponding large increase in the intensity
of the detected photoacoustic signal. One can also see clearly that the measured
absorption spectrum is in excellent agreement with the theoretical absorption spec-
trum predicted from the HITRAN database. The signal-to-noise is also significantly
increased by a factor of 13 when using the SC source as compared to the black body
source, representing more than an order of magnitude.
The absorption spectrum of the ro-vibrational band of methane in the mid-infrared
measured with the 70 kHz supercontinuum source is shown in Fig. 4.6. The methane
is sampled from a flow of premixed 400 ppm methane in nitrogen carrier gas. The
solid purple line represents the photoacoustic signal obtained with the SC source,
the black line shows the black body results and the gray line is the theoretical
absorption spectrum from the HITRAN 2012 database. The resolution used to
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Figure 4.5 Comparison of the water vapor absorption lines measured at around 1900 nm
with the 400 kHz SC source (blue) and black-body source (black). The theoretical absorp-
tion computed from the HITRAN 2012 database in also shown (gray). All the measure-
ments presented were averaged over 10 scans in order to reduce the noise level. Adapted
from Publication II.
perform both measurements was set to 4 nm for the methane and 1.4 nm for the
water vapor. Again for convenient visualization, the photoacoustic signal measured
from the black body source was magnified but by a factor of 5 in this case. There
is a very good agreement between the theoretical lines modelled from the HITRAN
2012 database and the photoacoustic signal measured with the SC source. The
black body also allows to retrieve the main absorption feature, however the weaker
features from the side bands are not well resolved. The 19 times increase in the
photoacoustic signal from the SC source as compared to the black body source is
lower by a factor of four than for the water vapor measurements at 1900 nm and
this is due to the fact that the power spectral density of the 70 kHz SC source at
3000 nm is about a factor of four lower than that of the 400 kHz SC source at
1900 nm. The noise due to the large shot-to-shot spectral intensity fluctuations of
the SC (see also discussion in the light sources section of Chapter 2) is increased
when the SC repetition rate is reduced from 400 kHz to 70 kHz as the number of SC
pulses per FT-IR spectrometer scan is significantly reduced. The improvement in
the signal-to-noise ratio as compared to the black body measurement (whose power
spectral density and noise are, unlike that of the SC sources, similar at 1900 and
3000 nm) is then only a factor c.a. two.
4.3.1 Resolution of the system
The 1 cm maximum optical path diﬀerence in the FT-IR spectrometer determines
the maximum resolution of the spectral measurements as given by Eq. (4.5). At a
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Figure 4.6 Comparison of the mid-infrared ro-vibrational methane absorption lines mea-
sured with the 400 kHz SC source (purple) and black-body source (black). The theoretical
absorption computed from the HITRAN 2012 database in also shown (gray). All the
measurements presented were averaged over 10 scans in order to reduce the noise level.
Adapted from Publication II.
central wavelength of 3 mm, the corresponding maximum resolution is then 1 nm
while for a 2 mm wavelength it is 0.5 nm. Figure 4.7 shows the impact of the
resolution on the photoacoustic signal for methane. The blue line represents results
obtained from a 1 nm resolution (i.e. using the full 1 cm moving range of the
FT-IR spectrometer mirror) and the purple line shows results obtained for 4 nm
resolution corresponding to a limited FT-IR spectrometer moving range of 0.25 cm.
The absorption features are clearly broader and much weaker when using the 4 nm
resolution, which can limit the sensitivity of the technique. It is therefore important
to perform measurements at a suitable resolution (i.e. a resolution of the order of the
linewidth of the absorption lines) in order to retrieve accurately the concentration
of the gas. Of course, increasing the resolution of the measurements leads to an
increase in the overall measurement time and it may be preferable in some cases to
find a compromise between the resolution and measurement time. For example, in
the measurements reported in this work, one scan takes 20 s at maximum resolution
such that if multiple scans are used to improve the SNR as was done with the results
presented in Figs. 4.5 and 4.6, the total measurement time can easily reach few
minutes.
4.3.2 SNR - detection limit
As seen above, the measurement performances depend critically on the light source
intensity. Indeed a higher intensity leads to larger pressure changes in the gas
cell, thus wider movement range of the cantilever and a stronger photoacoustic
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Figure 4.7 Impact of FT-IR spectrometer resolution on the measured absorption features.
Adapted from Publication II.
signal. This is where the choice of a supercontinuum as the probing broadband light
source is particularly beneficial, at least in principle. Fiber-based SC sources can
be extremely bright and they are spatially coherent which allows to make full use
of the theoretical resolution limit of the FT-IR spectrometer, unlike e.g. spatially
incoherent black-body or thermal sources whose beam tends to diverge over long
distances, which can reduce the eﬀective FT-IR spectrometer resolution [116]. This
is particularly significant at high resolutions when the using a FT-IR spectrometer
with a moving mirror, whose travelling distance may be several tens of cm.
The detection limit can be estimated from the spectral region where light is not
absorbed by the gas present in the cell. The SNR can be evaluated by dividing the
highest photoacoustic signal intensity value recorded by the noise standard deviation
(at 3s). The detection limit can then be obtained by dividing the concentration by
the SNR, such that the limit corresponds to the concentration that would yield
a SNR of 1. The detection limit of the system for methane estimated using this
approach is 2.6 ppm for the black body source and 1.4 ppm for the SC source. The
limited improvement in terms of sensitivity when using the SC source is due to the
increased intensity noise of the light source resulting from a lower repetition rate.
4.4 Conclusion
Supercontinuum sources are very promising candidates for broadband photoacous-
tic spectroscopy and indeed the work reported in this chapter demonstrates the
potential of the approach by measuring the absorption spectrum of water vapor and
methane in the near- and mid-infrared spectral regions. Because supercontinuum
sources are bright and spatially coherent, they may allow for significant improvement
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in terms of sensitivity and resolution as compared to the use of a conventional black
body radiation source. The current detection limit is determined by the spectral
power density and intensity noise of the SC source. Improvements in the sensitivity
can then be achieved by increasing the power spectral density of the supercontinuum
source and limiting the noise influence. The former may be reached by employing
a pump laser with larger peak power, while the latter can be realized using a high
repetition rate SC source, which eﬀectively averages out the noise contribution. An-
other possibility to reduce the intensity noise of the supercontinuum source is to use
pump pulses of shorter duration [90]. The measurement time on the other hand is
limited by the cantilever frequency response which requires the use of a low scanning
speed FT-IR spectrometer. Yet, using a shot-to-shot stable SC source would allow
for single scan measurements and improve significantly the measurement speed. The
perfect spatial coherence of SC source further allows for using FT-IR spectrometers
with a long scanning distance if higher spectral resolution is needed.
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5. SPECTRAL GHOST IMAGING
In this chapter, we first introduce the general principle of ghost imaging and its
conceptual application to the spatial domain. We then move on to transpose the
concept of ghost imaging to the spectral domain and demonstrate two concrete ap-
plications to sensing and imaging in the form of broadband spectroscopy and optical
coherence tomography, respectively. These results represent the first experimental
demonstration of ghost imaging in the spectral domain and they are reported in
Publications III and IV.
5.1 Principle of ghost imaging
Ghost imaging (GI) is an imaging technique originally associated with quantum
optics and the generation of entangled photon pairs [130–133]. Specifically, photon
pairs remain intrinsically "correlated" when split between two diﬀerent paths, such
that, by placing an object in the path of one of the photons, the other also "sees" the
object although it does not physically interact with it. This allows to reconstruct an
image of the object from the correlation calculated over multiple photon pairs, when
the position of the detector in the object path is scanned. At first, ghost imaging
was thought to be a technique inherently associated with the peculiar properties
of entangled photons. However, it soon appeared that ghost imaging can also be
perfectly realized using classical sources of light [51]. Because the work conducted
in the framework of this thesis is fully associated with classical correlations, we
focus our attention to the description of ghost imaging using classical light sources
[134,135].
Classical GI is based on measuring the intensity correlations between a reference
path where probing intensity patterns are measured with a high degree of accuracy,
and a test path where the object is placed and from which only the integrated inten-
sity is measured [136,137]. From an experimental point of view, light from a source
producing random intensity fluctuations is divided between the reference and test
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arms. The fluctuations are measured with a high degree of accuracy in the refer-
ence arm while only a (slow) integrating detector measures the total light intensity
from the test arm after interaction with the object. The signal from both arms are
measured simultaneously and multiple measurements are correlated to retrieve the
object. Significantly, neither beams carries meaningful information, but it is their
correlation that produces a replica of the object. The intensity fluctuations may
be completely random [136–138] or pre-programmed (so called computational ver-
sion) [139,140]. In the former case, the image reconstruction of the object typically
requires thousands of distinct measurements to generate an image with a relatively
high signal-to-noise ratio [134]. In the latter case, the number of distinct measure-
ments can be minimized if the pre-programmed fluctuations form a complete basis
in the mathematical sense, similarly to the strategies employed in compressive sens-
ing [141]. Finally, although originally developed to image physical objects in the
spatial domain, we point out that ghost imaging is a general technique that can be
applied a priori to any other domain (time, spectrum, polarization etc...) provided
the light source exhibits intensity fluctuations in this particular domain and the ob-
ject to be characterized also modifies the fluctuations in this domain. And indeed,
ghost imaging experiments have been recently reported in the time [142, 143] and
polarization domains [144].
5.1.1 Spatial ghost imaging
In the spatial domain, one can use probing illumination patterns in the form of ran-
dom binary masks generated by white and black pixels as shown in Fig. 5.1, ran-
dom speckle patterns generated by a rotating diﬀuser [136,145], or pre-programmed
Hadamard masks using digital micro-mirrors [52, 138,146,147].
Figure 5.1 (a) and (b) Random binary patterns used for spatial GI. (c) Example of
pre-programmed Hadamard pattern for GI.
In the case of random illuminating patterns, light is split between the reference
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and test arms with a beam splitter as shown in Fig. 5.2 that illustrates the typical
layout of a ghost imaging experimental setup with random illumination. The random
patterns are measured with high spatial resolution in the reference arm using e.g.
a CCD camera. On the other hand, light in the test arm is directed through the
object and the total transmitted (or reflected) signal is measured using a single-
pixel detector with no spatial resolution. Both the spatially-resolved intensity profile
from the reference arm and the integrated intensity from the test arm are recorded
simultaneously. The process is repeated over a large number of diﬀerent spatial
intensity profiles (or patterns). The correlation between the probing patterns Iref(x)
with random fluctuations along the spatial coordinate x and the integrated signal
after a target object Itest then produces a "ghost" replica of the object:
G(x) = corr(Itest, Iref(x)) =
hDIref(x).DItestiNph[DIref(x)]2iN.h[DItest]2iN , (5.1)
where corr is the correlation function, h...iN represents averaging over N realizations,
DIref(x) = Iref(x) – hIref(x)iN (5.2)
and
DItest = Itest – hItestiN. (5.3)
Extension to 2D is easily performed by replacing in the equations above the spatial
coordinate x with a matrix of spatial coordinates (x, y).
Figure 5.2 Schematic illustration of spatial ghost imaging.
An important requirement for ghost imaging with random illumination is that in-
tensity fluctuations within each realization and from one realization to another are
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completely uncorrelated, allowing to "sweep" through all the patterns possibilities
and preventing artifacts in the retrieved image. In the case when the illuminat-
ing patterns are pre-programmed, the need for a reference arm is removed and the
number or independent measurements significantly reduced.
The spatial resolution of ghost imaging is given by the precision with which the
random intensity patterns can be measured in the reference arm in the case of
random illumination, or with which they can be pre-programmed in the case of
a computational approach [139]. Furthermore, since the test arm only records an
integrated intensity signal, any linear perturbation occurring after the object (e.g.
wavefront distortions) will essentially have no eﬀect on the reconstructed image as
it is blind to the correlation calculation [145]. Of course, this only applies in the
case the perturbations do not vary in the course of the measurements.
5.2 Ghost imaging in the spectral domain
In order to transpose ghost imaging to the spectral domain, one needs to swap the
light source with random or pre-programmed spatial intensity fluctuations with a
light source with spectral fluctuations. The spatial object on the other hand is
replaced by an object with a wavelength or frequency-dependent transmission (or
reflection). It is then the spectral transmission (or reflection) of the object that is
eﬀectively retrieved by the spectral ghost imaging scheme. This approach may be
particularly useful to identify remotely e.g. the spectral signature of molecules or
materials in spectral regions where no highly sensitive detector exist. If random
spectral fluctuations are used as probing patterns, they need to be measured in
real-time in a reference arm. This is the approach we report here. The resolution
with which the spectral transmission (or reflection) of the target object is retrieved
is determined by the resolution with which the random spectral fluctuations are
measured in the reference arm.
5.2.1 Light source for ghost imaging in the spectral domain
Ghost imaging in the spectral domain requires a light source with random spectral
fluctuations and these fluctuations should also vary over time such that one can
perform multiple probing measurements to calculate the correlation image. An in-
coherent pulsed source is ideal for this purpose as the spectrum associated with a
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single pulse varies from pulse to pulse. Incoherent pulsed sources may be generated
by taking advantage of noise-seeded nonlinear dynamics in optical fibers. For exam-
ple, when a perfectly coherent pulse is injected into an optical fiber with suﬃcient
power, the small noise fluctuations present on top of the input pulse (quantum noise,
intensity noise, amplified spontaneous emission etc...) maybe be dramatically am-
plified by modulation instability [53, 148–150]. More specifically, if the duration of
the initially coherent pulse is relatively long (typically few picoseconds), the spectral
broadening caused by the fiber nonlinearity is seeded by the noise outside the input
pulse spectral bandwidth. This is because the gain bandwidth of the modulation
instability process exceeds the spectral bandwidth of the pulse. The random nature
of the noise (amplitude and phase) then leads to random spectral fluctuations af-
ter propagation in the fiber. If the pulses are injected with suﬃcient peak power,
the initial stage of modulation instability may be followed by solitons dynamics,
resulting in the generation of a broadband incoherent supercontinuum with large
shot-to-shot fluctuations as discussed in Chapter 2. It is this type of source that we
use in our subsequent demonstration of ghost imaging in the spectral domain. A
schematic illustration of the incoherent supercontinuum source is shown in 5.3.
Figure 5.3 Schematic of the incoherent supercontinuum source, RC: reflective collimator.
The pump pulses to produce the incoherent SC are emitted by a gain-switched laser
at 1547 nm with 0.5 ns duration and up to 4 kW peak power. The repetition rate
of the pump laser is tunable but in these experiments it was set to around 120 kHz.
The laser has an additional output port that can be used as an optical trigger for
an oscilloscope. The pulses propagate into the anomalous dispersion regime of a
6 m long DSF with a ZDW at 1510 nm. The result is a broadband incoherent
supercontinuum whose bandwidth can be tuned by changing the injected pulses
peak power. Examples of single-shot spectra measured using the dispersive-Fourier
transform technique (see next section) are plotted in Fig. 5.4 showing that there
are indeed large variations between the spectrum of individual pulses.
The injected peak power aﬀects the modulation instability gain bandwidth (the
larger the peak power the larger the modulation instability gain bandwidth). This
in turn aﬀects the temporal duration of the emerging solitons and correspondingly
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Figure 5.4 Examples of measured single-shot spectra of the supercontinuum. The spectra
are plotted with an arbitrary vertical oﬀset for better visualization
in the spectral domain the local bandwidth of the spectral fluctuations. As a rule of
thumb, the bandwidth of the fluctuations decreases for larger injected peak powers.
This will lead to better resolution for spectral ghost imaging, however if the power is
too high the bandwidth of the fluctuations is too narrow and they can not be resolved
in the reference arm measurements. In fact this situation can be detrimental as the
real-time measurement will partially average out the spectral fluctuations over the
resolution bandwidth of the measurement, which can lead to some partial spectral
correlations inside each pulse. It is therefore important to optimize the injected
peak power in order to have spectral fluctuations with a local bandwidth near the
resolution of the reference arm measurement. This condition is met when we inject
a peak power equal to c.a. 1 kW into the DSF, corresponding to an average power
of 80 mW and a SC average spectrum extending from 1200 to over 1750 nm (limit
of the OSA) as shown in Fig. 5.5.
Figure 5.5 Average spectrum of the supercontinuum used for spectral-domain GI. Blue
line: full spectrum. Purple line: after LPF and red line: after LPF and NBF.
The spectrum is filtered with a long-pass filter (LPF) and a narrow-band filter (NBF)
to work in the low-attenuation range of the dispersion compensation module (DCM)
used to perform the dispersive-Fourier transform.
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5.2.2 Measuring spectral fluctuations in real-time
Real-time spectral fluctuations can be measured using the time-stretch or dispersive
Fourier transform method [48]. The technique is the temporal analog of spatial
diﬀraction. A schematic illustration of the technique is shown in Fig. 5.6.
Dispersive medium 
Figure 5.6 Schematic of dispersive-Fourier transform principle. Figure adapted from [48].
The diﬀerent components of the single-shot spectrum associated with a given pulse
can be separated in time when injected into a highly dispersive fiber. The temporal
profile as measured by a fast photodiode and real-time oscilloscope at the dispersive
fiber output is then a direct replica of the pulse spectrum. The spectral resolution
of the technique dl [in nm] is determined by the total accumulated dispersion along
the dispersive fiber and the bandwidth of the detection system:
dl =
1
D⇥ L⇥ BW, (5.4)
where D is the dispersion parameter of the fiber [in ps·nm–1·m–1], L is the fiber length
[in m] and BW is the eﬀective detection bandwidth of the photodiode + oscilloscope
[in GHz]. A dispersion compensating module with total dispersion D⇥L = 3000 ps ·
nm–1 was used. Because the DCM only operates over the wavelength range 1600-
1700 nm, a combination of long-pass and bandpass filters was used to select that
part of the SC spectrum for which the spectral fluctuations can be measured in
real-time. All the data from the oscilloscope are measured as a function of time and
the time axis of the detection needs to be converted back to spectral domain. This
conversion can be done easily if the total dispersion is accurately known. However, in
our case the dispersion provided by the manufacturer is only approximate such that
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the wavelength axis calibration was performed by comparing the average spectrum
of the SC as measured by the DFT with a direct measurement using an OSA.
The average spectrum after the LPF and NBF is shown in Fig. 5.5 and spans from
c.a. 1610 to 1670 nm well within the operation range of the DCM. Examples of single
shot spectra measured with the dispersive Fourier transform method are plotted in
Fig. 5.4. One can see how the individual spectra associated with individual SC
pulses are highly structured with large and seemingly random fluctuations.
The random nature of the fluctuations can be further quantified by evaluating the
wavelength-to-wavelength and pulse-to-pulse intensity correlation maps (in the sense
of linear Pearson correlations) and this is illustrated below in Fig. 5.7. The former
gives information on intra-pulse spectral fluctuations correlations while the latter
provides information on inter-pulses correlations. Note that for the pulse-to-pulse
correlation map, the single-shot spectra are normalized to the average SC spectrum
prior to the correlation calculation to truly isolate the correlations in the fluctua-
tions superimposed on top of the spectral envelope of the filters combination. It is
clear from the plots in Fig. 5.7, that there are essentially no inter- nor intra-pulse
correlations in the SC light source and this is precisely what is needed to perform
ghost imaging in the spectral domain with random fluctuations.
Figure 5.7 (a) Wavelength-to-wavelength correlation map of the SC. (b) Pulse-to-pulse
correlation map of the SC. Reproduced from Publication III.
5.2.3 Experimental setup
The experimental setup for ghost imaging in the spectral domain is shown in Fig. 5.8.
Light from the filtered supercontinuum is divided with a fiber beam splitter (BS)
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unequally (99% and 1%) between the reference and test arms. In the reference
arm the shot-to-shot spectral fluctuations are measured in real-time using the DFT
approach as described above. The 99/1 splitting ratio between the reference and test
arms is specifically chosen to compensate for the ⇡ 10 dB attenuation from the DCM
in the reference arm. An object with a given wavelength-dependent transmission
is placed in the test arm and the total (spectrally) integrated signal is measured
with a slow detector after the object. Multiple synchronized measurements from
the reference and test arms are recorded with the real-time oscilloscope using the
output port of the SC pump laser as the trigger. The three signals (trigger, reference
and test) are collected by the oscilloscope operating in fast frame (FF) mode with
a resolution of 50 GS/s and a 20 GHz bandwidth. The resolution of the spectral
fluctuations is limited by the 1.2 GHz detector used in the reference arm and it is
estimated to be 0.3 nm from Eq. (5.4).
5.2.4 Measurement acquisitions
In FF mode, the oscilloscope captures the single-shot spectra and integrated signals
from the reference and test arms, respectively, without the 8 ms dead time between
consecutive SC pulses (corresponding to the 120 kHz of the SC repetition rate),
which ensures eﬃcient use of the record length memory. This is key here since a large
number of independent measurements are required to evaluate the correlation image
that will produce the ghost replica of the object spectral transmission. And indeed,
the memory of the oscilloscope is the limiting factor for the maximum number of
acquisitions that can be saved at once. As an example, if one uses a 200 ns recording
time window (the duration of the single-shot SC spectra after temporal stretching
in the DCM is Dt = D⇥L⇥Dl = 3000⇥ 60 = 180 ns; with Dl the SC bandwidth)
with a 50 GS/s sampling rate, there are 10,000 sampling points in the measurement
of a single-shot spectrum allowing for a maximum number of 2871 consecutive single-
shot acquisitions after which the oscilloscope memory is full. Finally, it is important
to bear in mind that the pulses propagating through the reference arm are delayed
compared to the pulses from the test arm due to the long fiber length in the DCM
(tens of km). The delay was measured to be 83 ms which corresponds to an eﬀective
shift of 10 acquisitions at a 120 kHz repetition rate (the repetition rate was in fact
tuned to 120.52 kHz to corresponds exactly to a 10 acquisitions delay). This shift
needs to be taken into account in the correlation calculation so as to correlate the
corresponding reference and test arm signals.
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Figure 5.8 Experimental setup for spectral domain ghost imaging.
5.2.5 Data processing
The first step is to reshape the data recorded into two diﬀerent matrices whose
diﬀerent lines correspond to the diﬀerent single-shot spectra and to the spectrally-
integrated signal after the object, respectively. The type of file format is also changed
in order to reduce the size from 500 MB to 40 MB. A circular shift is subsequently
applied to the matrix containing the measured probing spectral fluctuations in order
to account for the long delay in arrival to the detector due to propagation in the
DCM as compared to the spectrally integrated intensity measured from the test arm
after the object. With a 120.52 kHz repetition rate, the delay directly translates
into to 10 realizations and therefore a circular shift of 10 columns is applied to
each column of the spectral fluctuations reference matrix. This also means that the
last 10 measurements from the test arm have no correspondence and they are thus
removed from the data sets.
Figure 5.9 (a) Example of single-shot spectral intensity measured in the reference arm.
(b) Corresponding integrated intensity recorded after the object in the test arm
Figure 5.9 shows a typical example of the integrated intensity signal measured after
an object (right) and of the corresponding probing spectral fluctuations measured in
the reference arm (left). One can see that, although the signal is spectrally integrated
5.2. Ghost imaging in the spectral domain 57
after the object, it still varies with time due to the detector finite response time (40 ns
in this case) and the signal variation therefore simply corresponds to the integrated
intensity after the object convolved with the impulse response of the detector (the
duration of a SC pulse being two orders of magnitude shorter). We then numerically
integrate this signal which produces a single value corresponding to the spectrally
integrated transmission of the object. Note that, in order to reduce the noise, we
only integrate over the impulse response of the detector and not the entire time
window.
Diﬀerential ghost imaging for sparse objects
Ghost imaging of low contrast objects (e.g. objects which are mostly transpar-
ent) or sparse objects whose features dimensions are small compared to the beam
area require a very large number of realizations to achieve suﬃcient SNR in the
ghost replica [151]. This is because, in this case, changes in the integrated intensity
recorded after the object are very small from one acquisition to another and it takes
a large number of distinct measurements for the correlation to isolate the objects
fine details from the transmitted background light. In order to significantly improve
the SNR, an additional processing step referred to as diﬀerential ghost imaging [137]
can be applied to the recorded test arm. The idea behind diﬀerential ghost imaging
is to make the integrated correlation sensitive to small variations in the (integrated)
intensity detected after the object in the test arm. This can be realized in prac-
tice by a simple post-processing step where the measured test arm intensity Itest is
replaced by I(DGI)test defined as:








where Iref is the intensity fluctuations measured in the reference arm, I
(int)
ref represent
the integrated signal that would be measured by a slow detector placed before the
object, and h...iN represents the average over N realizations. Not that the variable
X here represents the domain of the ghost imaging measurement. In the case of
spectral-domain ghost imaging, X simply represents the wavelength variable l. The
ghost image G(l) is obtained by calculating the correlation between Iref(l) and this
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newly defined test arm intensity I(DGI)test as:




where corr is the correlation function,




test – hI(DGI)test iN. (5.8)
Distortion due to a non-uniform (wavelength-dependent) variance in the
spectral fluctuations
If the variance of the probing random fluctuations is not uniform across the spectral
measurement window, the ghost image will be distorted. The distortion maybe be
eliminated by post-processing the ghost image with a low-pass filter in the Fourier
space. Specifically, one can multiply the Fourier transform of the correlation function
in Eq. (5.6) by a narrowband notch function centered over the zero-frequency. In
this way, one can eﬀectively suppress the distortion induced by the non-uniform
variance across the spectral measurement window, which is typically slowly-varying
and corresponds to the low frequency components of the Fourier transform while
sharp object features correspond to high frequency components. Of course, one
should be careful in applying such a post-processing step, as it may remove some of
the object broad features.
5.2.6 Application of spectral-domain ghost imaging to broad-
band absorption spectroscopy
We now demonstrate the application of ghost imaging in the spectral domain to
broadband absorption spectroscopy. The results are reported in Publication III.
The object inserted in the test arm is a fiber-based gas cell filled with methane CH4.
The 2v3 overtone absorption lines in the 1600 nm wavelength region play the role
of the spectral object. An illustration of these lines as theoretically calculated from
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the HITRAN 2012 database is shown in Fig. 5.10. The objective is to retrieve a
ghost image that corresponds to the absorption spectrum of these lines. We recorded
multiple sequences of 2871 consecutive single-shot SC spectra over a time window of
200 ns and with a sampling rate of 50 GS/s. Note that the time window was inten-
tionally slightly reduced as compared to the actual full time span of an individual SC
spectrum than spans 250 ns, allowing to reduce the temporal window from 400 ns
to 200 ns and thus increase by a factor of two the number of acquisitions recorded
at once. Of course, it was carefully checked that the wavelength components that
are eﬀectively filtered lie outside the methane absorption spectrum.
Figure 5.10 2v3 overtone absorption of methane modelled with HITRAN 2012 database.
The spectral object which is the absorption spectrum of methane is sparse due to
the sub-nm linewidth of the lines compared to the several tens of nm broad spectral
measurement window. This means that light is mostly transmitted independently
of the probing random spectral fluctuations and therefore the integrated intensity
measured in the test arm exhibit small variations from shot-to-shot. We then use
the diﬀerential processing approach described earlier to increase the sensitivity of
the correlation measurement. Furthermore, because the variance of the spectral
fluctuations follows the Gaussian spectral envelope of the spectral filter placed after
the SC, the ghost image is distorted by a similar Gaussian envelope and a low-pass
filter is applied in the Fourier domain to remove the distortion as discussed in the
previous subsection.
Figure 5.11 shows an illustrative result of the ghost image of the methane absorp-
tion lines obtained from 22,000 realizations. For comparison, a direct measurement
performed with the same SC source and an OSA is also plotted in the figure. Note
that the latter was also post-processed in the Fourier domain to remove the distor-
tion rising from the spectral envelope of the SC spectrum. The spectral resolution of
the OSA was set to 0.2 nm, close to the theoretical resolution of the ghost imaging
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Figure 5.11 Absorption spectrum of methane retrieved with the spectral domain ghost
imaging approach using 22,000 realizations (purple line) compared with a direct OSA
measurement (blue line). Adapted from Publication III.
scheme. There is a very good agreement between the ghost imaging approach and
the direct measurement but one can also notice that the SNR is higher in the direct
measurement. This is mainly due to the fact the OSA is recording the spectrum with
a highly sensitive detector as compared to the detectors used in the ghost imaging
measurements.
Figure 5.12 Impact of the number of realizations N on the ghost image SNR. All retrieved
spectra have been normalized for convenient comparison. Adapted from Publication III.
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The eﬀect of the number of acquisitions on the retrieved ghost image is conveniently
shown in Fig. 5.12 with the diﬀerent sub-panels plotting the correlation function
of Eq. (5.6) for an increasing number of acquisitions as indicated. One can indeed
observe how the SNR improves with the number of acquisitions but also that ab-
sorption lines stand out from the noise with as little as 2,500 distinct realizations. In
practice, it can be shown that the SNR increases as the square-root of the number
of acquisitions [152].
The benefits of the diﬀerential ghost imaging method is illustrated in Fig. 5.13
where the left panel shows the ghost image obtained from the DGI method [Eq.
(5.6)] while the right panel shows the ghost image retrieved from the conventional
ghost image correlation function [Eq. (5.1) with x = l].
Figure 5.13 Ghost image with (left) and without DGI post-processing (right) generated
from 22,000 realizations.
Both ghost images were generated from the same number of 22,000 acquisitions. It
is evident that when the conventional approach is used, the ghost imaging scheme is
only able to retrieve the broad absorption feature at around 1666 nm. As mentioned
above, this is because the conventional approach is much less sensitive than the
diﬀerential ghost imaging approach to small variations in the test arm signal induced
by sparse features and corresponding to the absorption lines of narrow linewidth.
Finally, we also illustrate the distortion in the ghost image due to the non-uniform
variance of the probing spectral fluctuations over the measurement window in Fig.
5.14. More specifically, Fig. 5.14(a) shows how, in absence of post-processing with a
notch filter, there is a broad background component in the ghost image which essen-
tially follows the spectral-dependence of the probing fluctuations variance. Figure
5.14(b) shows the ghost image of the absorption spectrum after post-filtering in the
Fourier space using a notch-filter (inverted super-Gaussian of order eight). One can
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Figure 5.14 Ghost image obtained with 22,000 realizations without (a) and with (b)
Fourier domain processing using a notch filter.
see how the Fourier filtering process is eﬀective in suppressing the slowly-varying
background component as compared to the rapidly-varying gas absorption features.
Of course such post-filtering processing should be used with care as it may partially
aﬀect broad spectral absorption features that the object may include. A clear ex-
ample in the case of the methane 2v3 overtone absorption spectrum characterized
here is the broad absorption line at 1666 nm which may be altered if the parameters
of the notch filter are poorly chosen.
5.3 Ghost optical coherence tomography
5.3.1 Optical coherence tomography in the spectral domain
Optical coherence tomography (OCT) is an interferometry technique allowing for the
generation of cross-sectional images with high in-depth or axial resolution [1, 153].
OCT measures the interference pattern resulting from the superposition of light
reflected or scattered oﬀ an object to be imaged with that from a reference arm.
Interferences are only manifested if the optical path diﬀerence between the two arms
in the interferometer is shorter than the coherence length of the light source. The
interference pattern provides a direct measure of the time delay between the two
interferometer arms induced by the presence of the object in one arm, enabling
high resolution imaging. The resolution of OCT is determined by the coherence
length of the light source, hence the need for broadband sources (the coherence
length is inversely proportional to the spectral bandwidth). OCT is commonly
used in medical applications due to its non-invasive character and ability to image
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biological samples without any contrast agents [153,154]. OCT is also routinely used
in industrial applications for quality control of materials or components [155, 156].
OCT was originally developed in the time-domain where the interference pattern and
thus the optical path diﬀerence is measured as the position of the reference mirrors is
mechanically scanned allowing to image at diﬀerent depth inside the object [153,157].
OCT has been subsequently expanded into the spectral domain where light echoes
are measured simultaneously from all time delays [158].
Unlike time-domain OCT, spectral-domain OCT does not require scanning along
the sample direction resulting in very fast acquisition speeds. Spectral-domain OCT
requires a broadband light source which may be in the form of an incoherent LED,
a narrow band tunable source with very fast sweeping time (so-called swept-source)
[159], or a supercontinuum [153, 160]. In what follows we focus our attention to
spectral-domain OCT, which is nowadays the approach of choice for OCT imaging.
A typical layout of spectral-domain OCT is presented in Fig. 5.15(a). Light from a
broadband source is divided equally between two paths with a beam splitter. Light
reflected from the reference mirror interfere with light reflected from the sample and
the interference pattern is measured in the spectral domain with a spectrometer [see
Fig. 5.15(b)]. Each sub-interface composing the object induces a specific optical
path diﬀerence resulting in a given period in the spectral interference pattern. The
Fourier transform of the spectral interferogram provides a measure of the distance
between each sub-interface and their relative reflection coeﬃcient [see Fig. 5.15(c)].
















where IS(w) represents the spectral intensity from the source. ri and zi are the
amplitude reflection coeﬃcient and distance from the zero-path diﬀerence of each
sub-interface along the surface normal, respectively. Note that here the distance
is meant as an optical path such that the refractive index ni of sub-interface i is
included in zi. Distance and intensity reflection of each sub-interface can then be
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where I˜(z) is the Fourier transform of the spectral interferogram in the distance
(Fourier) space z, G is the autocorrelation function (also known as the coherence
function) of the source spectrum, and d is the delta-function. The first term is a
DC-term corresponding to the autocorrelation from the reference arm. The second
term arises from interference between the reference and sample arms and carries the
information on the sub-interface relative positions and reflectivities. The last term
arises from interference between the multiple interfaces in the sample arm and is
typically located near the DC term. From the equation above, it can be seen that the
axial resolution along the z-axis is determined by the width of the autocorrelation
function G. For a Gaussian spectral envelope, the autocorrelation function is also
Gaussian, with a width inversely proportional to the bandwidth Dl of the spectral







where l0 is the central wavelength of the light source. This means that the resolution
is improved for light sources of shorter central wavelength and broader bandwidth.
The total imaging depth on the other hand (i.e. the maximum axial distance over
which the diﬀerent sub-interfaces can be imaged) depends on the resolution of the
spectrometer that is used to record the spectral interference pattern [161].
For the case of a single interface with reflectivity r and position z0 (relative to the
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, (5.12)
while for a dual interface with identical reflectivities r and positions z1 and z2
(relative to the zero-path diﬀerence) there is an additional term arising from self-
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Note that in all cases, the Fourier transform of the interferogram has both positive
and negative components in the Fourier space which carry redundant information
such that discarding the negative distances in the Fourier space is common practice.
Figure 5.15 (a) Experimental setup of conventional spectral-domain OCT . BS: beam
splitter, L: lens. (b) Normalized interference pattern measured in the spectral domain for
a dual-interface sample. (c) Normalized Fourier transform of (b) illustrating the relative
positions of the sample interfaces and their associated reflectivities.
5.3.2 Ghost OCT
We next apply the spectral-domain ghost imaging method to measure the spectral
interference pattern generated by a spectral OCT interferometer in which a test
sample has been inserted. In other words, the spectral interference arising from the
sample in the interferometer here plays the role of the object in the spectral-domain
ghost imaging setup. The Fourier transform of the ghost image then produces
an axial scan of the sample. We stress that the spectral object in this case (the
interference pattern) diﬀers from the actual physical object that is eventually imaged
via Fourier transform of the spectral object. In all what follows, we use the term
spectral object in reference to the spectral interference pattern while we specify
the physical object to be imaged when needed. Ghost OCT is thus an imaging
technique performed in the spectral domain producing images of spatial objects and
it can be seen as an alternative to conventional ghost imaging performed in the
spatial domain, but with high depth-resolution [162]. The technique also possesses
all the benefits of ghost imaging as described in the introduction to this chapter.
The first demonstration of such a ghost OCT scheme is reported in Publication IV.
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Experimental setup
The experimental setup for Ghost OCT is presented in Fig. 5.16. It is similar to the
setup used to perform spectroscopy (Fig. 5.8) as described in Section 5.2 except that
the gas cell is now replaced by a Michelson interferometer in which a physical object
is placed. The broadband light source is a supercontinuum similar to that used in
the demonstration of absorption spectroscopy. The SC is filtered by a combination
of LPF and NBF. The beam is then injected into a single-mode fiber (SMF) divided
with a 99/1 fiber beam splitter. The 99% arm is sent into the DCM that performs
the dispersive Fourier transform to measure the spectral fluctuations of the SC in
real-time. 1% of the intensity is directed to the test arm where the OCT Michelson
interferometer is located. The beam is collimated at the entrance of the test arm into
a 4 mm diameter beam with a reflective collimator. The beam is split equally into
two paths using a free-space cubic beam splitter between a reference mirror and the
sample under test. After reflection from the mirror and the sample, the beams are
recombined and injected into a SMF whose output intensity is measured by a (slow)
integrating detector with no spectral resolution. Measurement of the interferometer
output alone thus does not carry any meaningful information and it is only the
correlation with the real-time spectral fluctuations measured in the reference arm
of the ghost OCT setup that allows to retrieve the spectral interferogram resulting
from the presence of the sample in the OCT interferometer. The axial resolution is
identical to that of conventional spectral-domain OCT and is inversely proportional
to the source spectral bandwidth. The imaging depth of the system on the other
hand is determined by the resolution with which the spectral intensity fluctuations
are measured by the dispersive Fourier transform.
Figure 5.16 Experimental setup of ghost OCT. DCM: dispersion compensation module,
BS: beam splitter, M: mirror, SMF: single-mode fiber.
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Experimental considerations
Interferometry is in general highly sensitive to perturbations, including mechanical
vibrations or temperature variations, thus it is important to minimize the overall
measurement time required to record a large number of diﬀerent acquisition corre-
sponding to diﬀerent spectral probing patterns. Note that this constraint is much
more relaxed in the demonstration of spectroscopy reported in the previous section
as it does not involve interference. In order to increase the number of acquisitions,
the sampling rate of the oscilloscope was decreased to 6.25 GS/s allowing to record
10,000 acquisitions at once, after which the memory is full. Because of the reduced
sampling rate we used, the local bandwidth of the SC spectral intensity fluctuations
was increased by c.a. 1.5 times compared to the spectroscopic measurement case.
In practice, this was achieved by decreasing by about 10% the peak power injected
into the dispersion-shifted fiber to generate the SC. The resolution of the spectral
fluctuations is again limited by the 1.2 GHz detector used in the reference arm and
is 0.3 nm (unchanged compared to ghost imaging spectroscopy experiments) and the
sampling rate of 6.25 GS/s is then suﬃcient to resolve the spectral interferogram
generated from the correlation of the reference and test arms.
Calibration of the experimental setup
We first performed a test experiment where the object in the OCT interferometer
is a highly reflective moving mirror. The mirror-object position corresponding to
the interferometer zero-path diﬀerence was first identified using an OSA. For this
particular position, no spectral interference appears in the spectrum measured by
the OSA at the interferometer output. The OSA was subsequently replaced by the
slow integrating detector with no spectral resolution and the mirror-object position
was detuned from the interferometer zero-path diﬀerence in step of 100 mm and over
a total distance of 11 mm.
For each mirror position, a series of 10,000 acquisitions was recorded simultaneously
at the output of the reference arm of the ghost imaging setup and at the output
of the test arm after the OCT interferometer. Because the object to be retrieved
(the spectral interference at the OCT interferometer output) is not sparse, the cor-
relation between the reference and test arm signals was evaluated directly without
any diﬀerential scheme as used in the spectroscopic experiments. The correlation
68 5. Spectral ghost imaging
Figure 5.17 Ghost image of the interference pattern for Dd=0.6 mm.
computed over the 10,000 acquisition for a particular position of the mirror-object
is shown in Fig. 5.17 and we can see how the spectral interference pattern is nicely
revealed by the spectral-domain ghost imaging scheme. The Fourier transform of
the retrieved ghost interferogram then provides a direct measurement of the mirror
object position with respect to the zero-path diﬀerence. For comparison we also per-
formed similar measurements using a conventional OCT approach, i.e. by measuring
the output of the interferometer with an OSA.
Figure 5.18 Calibration with a moving mirror as the object: (a) conventional OCT, (b)
GOCT. The diﬀerent colors correspond to diﬀerent positions of the moving mirror in steps
of 100 mm. Adapted from Publication IV.
Figure 5.18 compares the results obtained from the spectral-domain ghost OCT
configuration with that from a conventional spectral-domain OCT approach. The
two methods lead to similar results and the retrieved mirror-object position coincides
very well with the value sets manually on the translation stage. Note that in the
figure, the x-axis represents half of the optical path diﬀerence between both arms (0
being the zero-path diﬀerence) thus corresponding directly to the movement of the
mirror mounted on the translation stage. Note also that, here, the optical path is
equal to the geometric path as light propagates in air.
5.3. Ghost optical coherence tomography 69
Figure 5.19 Fourier transform of the ghost image for an increasing number of realizations
as indicated. For clarity, an arbitrary vertical oﬀset was added for each case. Adapted
from Publication IV.
Just as in the previous application to spectroscopy when using random probing fluc-
tuations, the SNR of the spectral interferogram ghost replica depends on the number
of acquisitions and this is illustrated in Fig. 5.19 showing the Fourier transform of
the ghost interferogram (and thus the position of the mirror-object) for an increas-
ing number of acquisitions from 200 to 10,000. However, here because the spectral
object is an interference pattern, the object is not sparse but rather near an ideal
binary object where bright and dark fringes correspond to 1 and 0. A direct conse-
quence is that for a fixed number of acquisitions, the SNR is increased as compared
to the case of a sparse spectral object (such as a gas absorption spectrum). This can
be clearly seen in the figure where the peak in the Fourier domain corresponding
to the mirror-object position is identified with as little as 200 realizations, while for
1,000 acquisitions it is well above the noise floor.
Measurement of a dual-interface
In a second series of experiments, we replaced the mirror-object with a dual air-glass
interface in the form of a microscope cover slip. The cover slip is mounted on a kine-
matic mount for alignment purposes. In order to unambiguously discriminate the
positions of the two air-glass interfaces in the Fourier domain, the reference mirror
was detuned from the zero optical path diﬀerence by 1 mm so that their associated
Fourier peaks do not overlap with the central autocorrelation peak. OCT mea-
surements were performed indirectly with the ghost imaging method and compared
with a direct measurement using the OSA placed at the output of the test arm. The
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ghost imaging results are shown in Fig. 5.20(a) and the OSA measurement in Fig.
5.20(b). The results are very similar except for a slightly broadened central peak
corresponding to the autocorrelation of the reference path in the OCT interferome-
ter. This may be eliminated by using an increased sampling rate in the measurement
of the reference and test arms. The double peaks around 1000 mm mark the reflec-
tions from both interfaces of the microscope cover slip. Note that the peaks are
centered around the optical path diﬀerence set in the OCT interferometer as men-
tioned above. One can see that the optical path length diﬀerence between the two
peaks marking the positions of the two air-glass interfaces is 218 mm, corresponding
to a physical thickness of c.a. 145 mm (nref = 1.5) for the cover slip. The measured
thickness is in very good agreement with the nominal value of 150 mm provided
by the manufacturer. The small peak at around 220 mm is due to self-interference
between the two cover slips interfaces.
Figure 5.20 Fourier transform of the ghost image of a microscope slip as the object (a)
retrieved with ghost OCT method and (b) with conventional OCT.
Finally, we compare in Fig. 5.21 the performance of the diﬀerential ghost imaging
scheme [Eq. (5.6)] vs. that of the standard ghost imaging method [Eq. (5.1) with
x = l]. We remind that the diﬀerence between the two approaches lies only in the
post-processing applied to the recorded data but the experimental setup are other-
wise identical. In the case of ghost spectral-domain OCT, the object to be retrieved
is an interference pattern which is not sparse. In fact, the bright and dark fringes of
the interferogram correspond to full or zero transmission such that the spectral ob-
ject to be retrieved here transmits 50% of the light on average. One would therefore
expect in this case that the standard approach performs as well as the diﬀerential
scheme. But in fact, it turns out that the DGI post-processing still has a better sen-
sitivity in this case. Indeed, when comparing the Fourier transform of the retrieved
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interferogram, one can see how the DGI post-processing [Fig. 5.21(a)] captures the
self-interference between the two air-glass interfaces while the standard GI does not
[Fig. 5.21(b)]. We also note that the amplitude of the peaks corresponding to the
air-glass interfaces is larger than when using the DGI approach.
Figure 5.21 Normalized plots of the absolute value of the Fourier transform (a) with the
DGI method and (b) without DGI. (c) shows both plots before normalization.
5.4 Conclusion
In this chapter, we have demonstrated new approaches to broadband sensing and
imaging using the novel concept of ghost imaging in the spectral domain. We have
also shown that an incoherent broadband supercontinuum source is ideal for this pur-
pose as the randomness and the sharpness of its spectral fluctuations provide ideal
features to perform ghost imaging. Spectral-domain ghost imaging allows detection
of the object with an integrating slow detector providing an alternative when pre-
cise detectors are not available for a specific wavelength range or in cases where the
object is highly absorbing, scattering or damaged when exposed to large intensities.
It is also insensitive to (linear) perturbations after the object to be characterized.
The demonstrated technique is a proof-of-principle concept which may be extended
and improved in several aspects. For example, if random probing spectral fluctua-
tions are used, they may be measured at a diﬀerent wavelength range by using e.g.
nonlinear up- or down-conversion in a crystal or waveguides as the nonlinear con-
version process should conserve the correlation and indeed preliminary results not
reported here show that this is the case. This can allow for characterizing a sample
in a spectral region where fast and sensitive detectors do not exist, yet measuring in
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real-time the probing spectral fluctuations in a wavelength band where fast detec-
tors are available. Another interesting extension would be to use a source with pre-
programmable and controllable spectral fluctuations, removing the need to measure
the reference arm since the probings patterns are known in this case. This method
similar to compressive sensing strategies with (mathematically) orthogonal patterns
would also reduce considerably the number of acquisitions needed to retrieve the
object replica with high accuracy. Computational spectral-domain ghost imaging
could be implemented e.g. using a broadband LED and a spatial light modulator
where dispersed spectral components are individually modulated and subsequently
recombined, or using frequency comb generated from two tunable continuous-wave
lasers injected into a nonlinear fiber or waveguide and whose free-spectral range can
be tuned.
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6. SUMMARY AND PERSPECTIVES
Optical sensing and imaging techniques are essential to image distant objects, vi-
sualize objects on small scales, quantify or identify substances, monitor evolutive
phenomena and even understand dynamical physical processes. Various techniques
are already widespread and in use commercially while others are still under develop-
ment in research laboratories. With the ever-increasing demand for better precision,
enhanced sensitivity, and the exploitation of novel spectral windows, sensing and
imaging techniques continue to be the subject of intense research eﬀorts. These re-
search eﬀorts are equally spread among the diﬀerent aspects of optical measurement
techniques, from the development of sources of light with improved characteristics
to detection schemes with enhanced sensitivity and increased speed, and of course
new approaches for specific regimes. This thesis brings novel and original contribu-
tions to the field of sensing and imaging, both from the light source development
viewpoint and from the detection scheme perspective. All the concepts described
in this work are demonstrated and validated experimentally, providing alternative
paths for future technologies.
In the first part of this work, we demonstrated that cavity enhanced absorption
spectroscopy was possible in the mid-infrared domain, where molecules are highly
absorbing, which can lead to lower detection limits. The supercontinuum source
has a significant advantage arising from its high brightness, wide spectrum and high
spatial coherence. These properties were key to demonstrate multiple-gas detection
over a bandwidth as large as 500 nm, which today constitutes the largest contin-
uous detection range in the mid-infrared spectral region. We have shown that the
technique is reliable with excellent agreement between the nominal and retrieved
concentrations. The current detection limit is at the sub-ppm level but we antici-
pate that with the new sources that are being currently developed in our or other
laboratories, the detection limit could be lowered to the part-per-billion level.
We then demonstrated that supercontinuum sources are equally promising candi-
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dates for background-free, broadband, photoacoustic detection in the mid-infrared,
showing clear improvements over the conventional approach that uses a black-body
source. While the demonstrated part-per-million-level detection limit may not sound
yet overly impressive, it is also clear that one can expect dramatic improvements
when using supercontinuum sources with lower intensity noise. The method has also
the potential to be miniaturized, which could be commercially exploited in the near
future.
The last part of the work was devoted to the demonstration of a new proof-of-
concept indirect approach for sensing and imaging, that could potentially be an
alternative to other conventional techniques for samples which are highly absorbing,
diﬀusing or with a low damage threshold, and in spectral regions where sensitive
and fast detectors are not available. This concept is based on the transposition of
ghost imaging into the spectral-domain and again a supercontinuum source is ideal
for this purpose. The approach was applied to broadband spectroscopy allowing
to retrieve absorption features of trace gas with sub-nanometer resolution. The
application of the technique to remote atmospheric detection would prove to be a
major development in the field of remote sensing. Spectral domain ghost imaging
was subsequently combined with traditional optical coherence tomography to image
physical objects. Such a ghost optical coherent tomography method can retrieve
images with high in-depth resolution and could prove to have a significant advan-
tage for imaging through highly scattering media. Spectral-domain ghost imaging
may be further refined in the future using controlled and pre-programmed spectral
fluctuations via e.g. frequency combs, allowing for much faster acquisition speeds
and improved signal-to-noise ratio.
In conclusion, the work reported in this thesis oﬀers novel sensing and imaging tech-
niques that will certainly be useful for future developments and contribute seeding
new ideas for future research in these fields.
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We demonstrate incoherent broadband cavity enhanced absorption spectroscopy in the mid-infrared
wavelength range from 3000 to 3450 nm using an all-fiber based supercontinuum source. Multi-
component gas detection is performed, and the concentrations of acetylene and methane are
retrieved with sub-ppm accuracy. A linear response to nominal gas concentrations is observed, dem-
onstrating the feasibility of the method for sensing applications. Published by AIP Publishing.
[http://dx.doi.org/10.1063/1.4985263]
Gas detection and accurate concentration measurements
are important in many fields ranging from the industrial pro-
cess to emission control and pollution monitoring. Different
spectroscopic methods have been developed to retrieve gas
concentrations with very high accuracy, including cavity ring
down spectroscopy1,2 and its broadband implementation,3
integrated cavity output spectroscopy,4 noise-immune cavity-
enhanced optical-heterodyne molecular spectroscopy,5 and
cavity enhanced absorption spectroscopy (CEAS).6,7 Each of
these methods presents advantages and drawbacks in terms of
sensitivity, selectivity, footprint, and cost.
Cavity enhanced absorption spectroscopy is conceptu-
ally relatively simple, and a robust experimental setup can
be implemented from off-the-shelf components. In CEAS,
one uses a highly reflective cavity to increase significantly
the optical path and thus the interaction length between the
light beam and gas molecules, which leads to enhanced sen-
sitivity. However, because of the mirrors’ highly reflectivity,
the light intensity at the cavity output is dramatically reduced
such that a detector with high sensitivity is generally
required to measure the absorption. CEAS can be selective
for a particular gas absorption line if a source with a narrow
linewidth is used, or it can also perform multi-component
detection when a light source with a broad spectrum is
employed.
The recent development of light sources operating in the
mid-infrared has recently allowed to extend precise spectro-
scopic measurements to the molecular fingerprint region
where many gases possess strong absorption lines, and
indeed, several studies have reported measurements from
pure gas in the 3–5 lm region.8–12 All these recent studies
used optical parametric oscillators based on difference-
frequency generation or a quantum cascade laser. While
some of the recent demonstrations allow for extreme sensi-
tivity, the light source is single species specific, which may
limit the usability. The development of broadband supercon-
tinuum sources13 on the other hand has revolutionized many
applications ranging from frequency metrology to imaging
and spectroscopy. Recently, supercontinuum (SC) has been
shown to be particularly adapted to perform broadband
CEAS in the near infrared.14,15
Here, taking advantage of the high spatial coherence and
high brightness of this type of source, we demonstrate multi-
components gas detection in the mid-infrared over a band-
width as large as 450 nm using incoherent broadband cavity
enhanced absorption spectroscopy. These results are signifi-
cant not only because they illustrate the potential of incoher-
ent supercontinuum sources for spectroscopy in the mid-IR
but also because they represent the largest continuous detec-
tion window for gas reported using the CEAS method.
An all-fiber supercontinuum source with a spectrum
spanning from 900 to 3700 nm was developed using a
1547 nm gain-switched pump laser producing 10 kW peak
power sub-nanosecond pulses at a repetition rate of
100 kHz. The pulses are first injected into the anomalous
dispersion regime of a 4m long step-index, silica non-zero
dispersion shifted fiber (DSF) with 9 lm core-diameter. The
zero dispersion wavelength (ZDW) of the fiber is at
1510 nm, allowing for efficient noise-seeded modulation
instability dynamics which breaks up the long pump pulses
into a large number of solitons with a short duration.16 The
solitons experience the Raman self-frequency shift which
expands the spectrum towards the long wavelengths up to
2400 nm, which is the transparency window limit of silica.
The output of the DSF is then directly connected to a 7-m
step-index fluoride (ZBLAN) fiber with low attenuation
(<0.1 dB/m) up to c.a. 4 lm. The core size of the ZBLAN
fiber is comparable to that of the DSF, which minimizes the
coupling losses. Because a significant fraction of the spec-
tral intensity after the DSF is located in the anomalous dis-
persion regime of the ZBLAN (ZDWZBLAN ¼ 1620 nm), the
short solitons undergo additional Raman self-frequency shift
extending the supercontinuum spectrum up to 3700 nm with
an average output power of 160 mW. The resulting SC spec-
trum illustrated in Fig. 1 is essentially spectrally incoherent
with large fluctuations from pulse to pulse. Yet, the average
spectrum is highly stable, a pre-requisite in the context of
spectroscopic measurements.a)caroline.amiot@tut.fi
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The all-fiber SC source was subsequently used to per-
form cavity-enhanced absorption spectroscopy measure-
ments. The experimental setup is illustrated in Fig. 1. The
SC beam is collimated to a 3mm size using an aspheric lens
coated for the 3–5 lm range. The beam propagates through a
1-m long confocal cavity constructed from an aluminium
pipe and closed by two mirrors with 1m radius of curvature
and a high reflection coefficient (R> 99.95) between 3000
and 3450 nm. The SC power corresponding to the cavity
spectral bandwidth is 4 mW. The high reflectivity of the mir-
rors results in a transmission of 2.5" 10#4 and an effective
path length of c.a. 300m. In order to match the supercontin-
uum source spectrum with the spectral bandwidth of the
cavity, the short wavelength components of the SC are fil-
tered out using two long-pass filters F1 and F2 with cut-off
wavelengths at 2333 nm and 2998 nm, respectively. The cav-
ity has valves in both ends, allowing gas circulation with a
constant flow during the measurements. Gas samples were
diluted from 0.5 ppm of C2H2 and 0.25 ppm of CH4 in nitro-
gen using mass flow controllers (5850S, Brooks Instrument).
Using an uncoated MgF2 lens with a focal length of 50mm,
the beam at the cavity output is focused onto the entrance slit
of a computer-controlled monochromator (HR550 Horiba)
with 300 grooves/mm grating, and the light intensity is
detected with a liquid nitrogen-cooled InAs photodetector
(Judson J10D). Wavelength scanning is performed in steps
of 0.5 nm. Because only a small fraction of the 4 mW SC
power is transmitted through the highly reflective cavity, we
use lock-in detection (Lock-in amplifierþmechanical chop-
per at 245 kHz) and an integration time of 1 s to improve the
signal-to-noise ratio.
We next perform measurements of different gases using
the differential optical absorption spectroscopy (DOAS)
method performed in sequential steps.15 The spectral trans-
mission of the cavity is first calibrated by a reference mea-
surement with only N2 flowing through the cavity such that
no absorption is present. A second measurement is subse-
quently performed with the gas under study, and the spectral




¼ q kð Þ
q kð Þ þ s kð Þ ; (1)
where I(k) and I0(k) correspond to the spectral intensities
recorded for the gas under study and N2 in the cavity, respec-
tively. The parameter q represents the mirror spectral losses,
and s is the small single-pass absorption through the cavity
of length d0 and depends on the absorption cross section
r(k)j and number density Nj of the gas species j present in
the cavity as
s kð Þ ¼
X
j
r kð ÞjNjd0: (2)
Retrieval of the gas species concentration is then
achieved by fitting the experimentally measured ratio I(k)/
I0(k) with Eqs. (1) and (2) using a least-square method. In
the fitting procedure, we use the HITRAN 2012 database for
absorption line strengths and apply the appropriate Voigt
broadening of the lines at the measurement temperature and
pressure. The model also accounts for the finite resolution of
the monochromator and slit width, as well as for possible
background drift caused, e.g., by light intensity or cavity
coupling fluctuations during the measurement.15
One particular feature of broadband DOAS is its ability
to retrieve accurately gas concentrations even when the sig-
nal-to-noise ratio is relatively low and the recorded absorp-
tion spectra are noisy. This arises from the fact that spectral
fitting is performed over a large number of absorption lines,
which effectively increases the integration time and thus
reduces the noise.
The experimental setup is first calibrated by measuring
the spectrum of a reference gas sample of known concentra-
tion, using only the monochromator resolution and mirror
losses as free-running parameters. This allows us to deter-
mine precisely the spectral dependence of the mirrors’ losses
q(k), which slightly differs from the simulated data based on
the mirrors’ layer structure and provided by the manufacturer
(see the inset in Fig. 1). Figure 2 shows the comparison
between the fitted and measured absorption lines of acety-
lene [Fig. 2(a)] and methane [Fig. 2(b)] for nominal concen-
trations of 4 ppm and 5 ppm, respectively, and we can see
excellent agreement between the DOAS measurement and
the fit. The actual measurement resolution was found to be
1 nm, which is in agreement with the targeted resolution
using the monochromator slits of 100 lm.
The calibrated instrument is then used to determine the
response of the method by repeating the measurement for
different gas concentrations and using the concentration as a
free-running parameter in the fitting procedure. Figure 3
shows the results of the fit against the nominal gas concentra-
tions set using the mass flow controllers. Linear responses
FIG. 1. Experimental setup. DSF: dispersion-shifted fiber, ZBLAN: fluoride
fiber, L: lens, F1=2: filter, M: mirror, C: mechanical chopper, and PD: photo-
detector. The top part of the figure shows the measured SC spectrum at the
ZBLAN fiber output. The inset to the right compares the modelled mirrors
reflectivity as provided by the manufacturer (blue line) with the fitted reflec-
tivity from the experimental measurements (red line).
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are found for both gases, demonstrating the feasibility of the
method for sensing applications. The smallest concentrations
of 0.5 ppm for acetylene and 0.25 ppm for methane are still
following the linear response function.
One major advantage of CEAS over other spectroscopic
techniques is the possibility to perform detection over a very
broad bandwidth. We next exploited this potential to demon-
strate multi-component gas analysis over the full bandwidth
of the cavity from 3000 to 3450 nm. For this purpose, both
methane and acetylene were flown simultaneously through
the cavity with nominal concentrations of 5 and 2 ppm,
respectively. The results in Fig. 4 show very good agreement
between the measured and modelled absorption using the
nominal concentrations over the full 450 nm bandwidth. For
the modelled absorption, only the low-order polynomial was
used as a free running parameter to account for possible drift
during the long measurement time. The present experiments
have been performed with pure gas samples in a cavity
flushed with N2. From a more practical application view-
point, it would be desirable to perform similar measurements
but in the presence of air, especially because water absorp-
tion lines are present in the particular wavelength range used
here for the detection. Numerical simulations based on the
setup parameters indicate that several absorption lines of
acetylene and methane do not overlap with those of water,
and thus, it should be possible to retrieve the gas concentra-
tions by taking the water peaks into account in the fitting
procedure. Furthermore, enhanced spectral resolution in the
detection and reduced pressure in the gas cell would yield
better separation of different gas components.
In conclusion, using an all-fiber supercontinuum source,
we have demonstrated for the first time CEAS in the mid-
infrared over a wavelength range as large as 450 nm, allow-
ing us to retrieve gas concentrations with sub-ppm accuracy.
The sensitivity and measurement speed of the technique
could be improved in various ways. The intensity of the light
source could be increased, e.g., by fusion-splicing the DSF
and ZBLAN fibers,17 which would reduce the connection
losses and allow to extend the spectrum further into the mid-
infrared with increased power spectral density. Losses result-
ing from the non-perfect alignment of the cavity mirrors or
from the chromatic aberration of the collimating lens could
also be reduced with the use of a parabolic mirror. The mea-
surement speed on the other hand is currently limited to
30 nm/min due to the monochromator scanning and long
integration time needed to improve the signal-to-noise ratio.
This could be significantly reduced by using a spectrometer
with a detector array.18
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FIG. 2. Comparison between the modelled (red line) and the measured (blue
line) absorption spectra of 5 ppm of acetylene (from 3000 to 3100 nm) and
4 ppm of methane (from 3150 to 3450 nm). Note that negative values in the
measured optical density result from the detection noise.
FIG. 3. Measured vs. nominal concentration for (a) acetylene and (b)
methane.
FIG. 4. Simultaneous multi-component detection of 5 ppm of acetylene
(from 3000 to 3150 nm) and 2 ppm of methane (from 3150 to 3450 nm). The
blue and red lines illustrate the measured and modelled spectra, respectively.
Note that negative values in the measured optical density result from the
detection noise.
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We demonstrate cantilever-enhanced photoacoustic spec-
troscopy in the mid-infrared using a supercontinuum
source. The approach is broadband and allows for higher
photoacoustic signal intensity and an enhanced signal-to-
noise ratio as compared to systems employing conventional
black body radiation sources. Using this technique, we per-
form spectroscopic measurements of the full ro-vibrational
band structure of water vapor at 1900 nm and methane at
3300 nm with relative signal enhancement factors of 70 and
19, respectively, when compared to measurements that use
the black body radiation source. Our results offer a novel
perspective for photoacoustic detection opening the door to
sensitive broadband analyzers in the mid-infrared spectral
region. © 2018 Optical Society of America
OCIS codes: (320.6629) Supercontinuum generation; (060.3735)
Fiber Bragg gratings.
https://doi.org/10.1364/OL.43.005094
Photoacoustic spectroscopy (PAS) is an optical sensing technique
that detects the pressure wave resulting from local heating and
thermal expansion when light is absorbed by a gas sample placed
inside an acoustic cell. PAS with high-power lasers is particularly
attractive, as the signal detected by a pressure-sensitive detector is
directly proportional to the absorbed light power, resulting in
highly sensitive background-free measurements. Another signifi-
cant advantage of PAS is the small volume of gas sample required
which makes it generally more compact than, for example, con-
ventional broadband Fourier transform infrared spectrometers
(FTIRs) [1]. Microphones with electrical readout are commonly
used as detectors in PAS; however, their sensitivity is limited by
the electrical noise and resonant acoustic cells are often needed
for high sensitivity measurements, which limits the detection to a
single modulation frequency. By replacing the microphone with
a micromechanical cantilever whose mechanical oscillations are
detected with an optical interferometer, acoustic resonance
enhancement is not required, either from the cell or from the
cantilever, allowing for broadband detection with similar sensi-
tivities [2]. And indeed, sub-parts per trillion sensitivities have
been reported using such a cantilever-enhanced photoacoustic
spectroscopy approach (CEPAS) [3].
Various types of light sources have been used in laser-based
PAS systems, including distributed feedback diode lasers [4,5]
and external cavity diode lasers [6] in the near-infrared, or quan-
tum cascade laser [7,8] and optical parametric oscillators [9] in
the mid-infrared. These sources are inherently narrowband, or
they have a limited wavelength-tuning range. Broadband detec-
tion may be achieved using thermal emitters or black body ra-
diators [1,10], but their low brightness limits the sensitivity in
this case. Supercontinuum (SC) sources, on the other hand, can
exhibit an extremely broad bandwidth with brightness exceeding
by orders of magnitude that of thermal emitters, and the unique
properties of SC sources have made them ideal light source
candidates for many sensing and imaging applications, including
spectroscopy, microscopy, or optical coherence tomography
[11–15]. In this Letter, combining a broadband supercontinuum
source with FTIR CEPAS, we demonstrate sensitive, broadband
photoacoustic detection of water vapor and methane in the mid-
infrared spectral region. Our results show a significant increase in
the signal intensity as compared to using a thermal emitter.
A significant advantage of the fiber-based SC source is its high
spatial coherence allowing for (1) a much larger power spectral
density in the FTIR as compared to blackbody radiators and
(2) adjustment of the FTIR beam path and tuning the resolution
of the measurement. Our results open up new perspectives for
gas sensing and, more generally, spectroscopic applications using
broadband photoacoustic detection.
Our experimental setup is shown in Fig. 1. The supercontin-
uum source is generated by injecting 0.6 ns pulses at 1547 nm
from a gain-switched fiber laser (Keopsys-PEFL-K09) with a
tunable repetition rate into the anomalous dispersion regime
of a 4 m long silica dispersion-shifted fiber (DSF, Corning,
Inc. LEAF) followed by an 8 m long fluoride fiber (ZBLAN)
as described in Ref. [12]. Here, depending on the gas sample
to be characterized, we used a different repetition rate for the
pump laser so as to optimize the power spectral density of
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the SC in the spectral range of interest. Specifically, for a repeti-
tion rate of 70 kHz, the 10 kW peak power of the pump laser
pulses leads to the generation of a broadband SC extending from
c.a. 1500 nm up to c.a. 3700 nm as the result of multiple cas-
caded nonlinear dynamics, including modulation instability, sol-
iton formation, and Raman self-frequency shift [16]. When the
repetition rate is increased to 400 kHz, the peak power of the
pump pulses is reduced to less than 2 kW, and the spectrum
extends from 1500 up to 2400 nm. The average SC spectra mea-
sured corresponding to 70 kHz and 400 kHz repetition rates for
the pump laser are shown in Fig. 2 as the red and blue solid lines,
respectively. Note that in the 70 kHz repetition rate case, the
short wavelength side of the SC spectrum was limited using a
long-pass filter (Northumbria Optical Coating, SLWP-2337)
with a cut-on wavelength of 2300 nm. The spectral filter was
used to remove the excess noise of the SC source in the
1900 nm band at a lower repetition rate. Note that the sharp
features observed at around 2600 nm in the average spectrum
obtained for a 70 kHz repetition rate are caused by water vapor
absorption present in air. A half-a-meter monochromator
(Spectral Products DK480 1/2) was used to measure the SC
spectra with a maximal resolution of 1 nm, and a lock-in
amplifier (PerkinElmer 7225) was used to increase the signal-
to-noise ratio (SNR).
Light from the SC is collimated into a 2 mm (diameter)
beam using a silver reflective collimator and sent to a scanning
FTIR interferometer (Bruker IRCube) modulating the spec-
trum of the light source. For comparison, we also perform refer-
ence measurements that use a black body source having a beam
diameter of 25 mm are performed with the same FTIR instru-
ment. The order of magnitude smaller beam size of the
collimated SC source demonstrates the future potential in
miniaturizing the FTIR scanning instrument when used with
a spatially coherent light source. At the FTIR output, the beam
is focused with a parabolic mirror !f " 76.2 mm# into a non-
resonant photoacoustic cell (Gasera) that contains the gas sam-
ple to be measured. The cell is gold-coated, 10 cm long, and
4.5 mm diameter corresponding to a sample volume smaller
than 8 mL. The windows of the cell are made of BaF2, and
a gold-coated mirror is placed right after the back window en-
abling the optical path length to be increased by a factor of two.
Note that the same dual-path cell arrangement was used in all
the measurements presented below. The temperature and pres-
sure of the cell were set to 50°C and 1 bar, respectively. The
pressure changes inside the cell caused by light absorption in
the gas sample are read optically via interferometric detection
where a cantilever acts as a moving mirror whose mechanical
oscillations change the period of the interference fringes (see
Ref. [17] for details on the readout procedure). The cantilever
is gold-coated with dimensions of 6 mm, 10 μm, and 1.5 mm
(length, thickness, and width, respectively). The FTIR scan-
ning mirror velocity is 1.6 kHz, monitored by a HeNe laser.
The modulation frequencies for the considered mid-infrared
wavelength range of 1.7–3.5 μm correspond to 600–290 Hz
at the optimal frequency range for the CEPAS cell. The gas
sample absorption spectrum is obtained by the Fourier trans-
form of the recorded interferogram. The minimum wavelength
resolution of the instrument is determined by the FTIR maxi-
mum optical path difference of 1 cm.
The experimentally recorded absorption spectrum of normal
room air (20°C, RH 30%) water vapor with 7000 ppm
concentration in the PAS cell and using the SC source with
a repetition of 400 kHz as described above is shown in
Fig. 3 (solid blue line). The total SC average power was
414 mW with a power spectral density of 275 μW/nm in
the water vapor absorption band, out of which 40% was in-
jected into the CEPAS cell after the FTIR. The spectrum
was measured with 1.4 nm resolution and averaged over 10
scans for a total measurement time of 50 s. We observe excel-
lent correspondence with the theoretical spectrum predicted
from the HITRAN database (plotted as a mirror image in
the figure). For comparison, we also repeated the experiment
using the black body radiation source (see the solid black line in
Fig. 2 for an illustration of the spectrum). Note that the photo-
acoustic signal using the black body source has been magnified
10 times in the figure for visualization purposes, showing that
the SC yields far better performance in terms of sensitivity and
SNR. More specifically, the signal intensity and SNR are in-
creased by a factor of 70 and 13, respectively, when using
the SC source.
Fig. 1. Experimental setup. PM, off-axis parabolic mirror; M, mir-
ror; BS, beam splitter; W, window; GM, gold mirror; C, cantilever.
Fig. 2. Supercontinuum spectra corresponding to pump laser rep-
etition rates of 70 (solid red line) and 400 kHz (solid blue line) and
used for the photoacoustic spectoscopic measurements of methane and
water vapor, respectively. Note that the SC spectrum corresponding to
70 kHz has been spectrally filtered with a long-pass filter with a cut-on
wavelength of 2300 nm. The spectrum of the black body radiation
source is theoretically estimated based on the temperature of the
IR radiator (solid black line).
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We then used the spectrally filtered SC source with a
70 kHz repetition rate to measure the mid-infrared ro-
vibrational absorption band of methane sampled from a flow
of premixed 400 ppm methane in nitrogen carrier gas. The
SC total power in this case (after the filter) was 78 mW with
a power spectral density of 71 μW/nm in the absorption band
of methane. Again, 40% of this power was finally injected into
the CEPAS cell. The results are shown in Fig. 4 (red solid line),
where we find excellent agreement with the absorption spectrum
predicted from HITRAN. The results from the black body ra-
diation source are also shown in the figure (with a 5 times mag-
nification). As in the case of the water vapor, it is clear that the
signal measured when using the SC is significantly increased (19
times), as compared to that obtained with the black body source.
However, the increase in the SNR is only 1.8 times in this case,
which is due to increased noise in the SC source at a reduced
repetition rate. Indeed, there are significant pulse-to-pulse
fluctuations in the SC spectrum caused by the initial stage of
modulation instability in the SC generating nonlinear dynamics
[16], and a lower repetition rate results in an increase in the noise
level, as the intensity recorded is then averaged over a reduced
number of SC pulses for lower repetition rates.
Besides the increase in the detected signal strength when us-
ing the SC source, another significant advantage as compared to
a standard black body source lies in the fact that the SC is per-
fectly spatially coherent and the beam remains collimated inde-
pendently of the optical path difference used in the FTIR. This
means that one can increase the measurement resolution without
any line-broadening or shifting effects [18] and still maintain
high signal intensity. This is illustrated in Fig. 5 where we show
the measured absorption spectrum of methane with different res-
olutions. The measurement times for resolutions of 1, 2, and
4 nm were 200 s, 100 s, and 50 s, respectively, with correspond-
ing achieved SNRs of 136, 221, and 278. One can see how the
lines become sharper, and the signal amplitude is increased for
higher resolutions. This contrasts with the use of a spatially in-
coherent black body source which requires reducing the input
aperture size to ensure reasonable collimation over larger distan-
ces, thus leading to decreased signal intensities when performing
measurements at higher resolutions.
We evaluated the concentration detection limits (3σ, 50 s) to
be 2.6 and 1.4 ppm for the black body and SC sources, respec-
tively. The noise level was estimated from the non-absorbing part
of the spectrum without methane by dividing the area into 10
blocks each consisting of 10 data points and averaging the stan-
dard deviations. The strongest signal value was then compared to
the noise level !3σ#. The limit of detection was calculated by
dividing the concentration by the SNR. The rather low enhance-
ment in the detection limit when using the SC is caused by the
high intensity noise level of the supercontinuum source induced
by large pulse-to-pulse fluctuations. We anticipate that lower de-
tection limits can be achieved using e.g., a more stable SC source
with even higher power spectral density, a resonant acoustic cell,
and single-frequency detection, or with a larger measurement
setup. Yet, one should consider the detection limits achieved here
in the context of broadband measurement from a small sample
volume.
Fig. 3. Experimentally measured absorption spectrum of water
vapor with the SC (solid blue line) and black body source (solid black
line). The measurement resolution is 1.4 nm, and the spectrum
averaged over 10 different scans for both measurements. The theoreti-
cal absorption spectrum, as predicted from the HITRAN database, is
shown as the mirror image (gray line). Note that the results obtained
with the black body have been magnified by 10 for convenient
visualization.
Fig. 4. Experimentally measured absorption spectrum of 400 ppm
methane with the SC (red line) and black body source (solid black
line). The measurement resolution is 4 nm, and the spectrum averaged
over 10 different scans for both measurements. The theoretical absorp-
tion spectrum as predicted from the HITRAN database is shown as the
mirror image (solid gray line). Note that the results obtained with the
black body have been magnified by 5 for convenient visualization.
Fig. 5. Measured absorption spectrum of methane for different
FTIR resolutions as indicated. The measurement time is inversely pro-
portional to the resolution. The measurement times for resolutions of
1, 2, and 4 nm are 200 s, 100 s, and 50 s, respectively, with corre-
sponding achieved SNRs of 136, 221, and 278.
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We have performed broadband CEPAS using a supercontin-
uum light source and demonstrated the potential of the tech-
nique by measuring the absorption spectrum of water vapor
and methane in the mid-infrared spectral region. The approach
allows for significant improvement in terms of sensitivity and
resolution as compared to the use of a conventional black body
radiation source. The spatially coherent and collimated SC beam
also enables miniaturization of the Fourier transform spectrom-
eter, as the narrow beam can easily be guided even in a small-
form-factor instrument. Furthermore, high spatial coherence, in
principle, enables multi-pass arrangements through the PAS cell,
which could lead to enhanced sensitivity. Lower detection limits
may be reached by reducing the intensity noise of the supercon-
tinuum source using for example pump pulses of shorter dura-
tions and/or increasing the power spectral density of the
supercontinuum source. The measurement time, on the other
hand, is mostly limited by the cantilever frequency response
which imposes the use of a low scanning speed FTIR. Yet, using
a shot-to-shot stable SC source would allow for single scan mea-
surements and improve the measurement speed by an order of
magnitude. Our results open up novel perspectives for the devel-
opment of cost-effective apparatus for broadband gas sensing.
Funding. Academy of Finland (318082); Graduate School
of Tampere University of Technology; SPIM Graduate School
of University of Burgundy Franche-Comté.
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Ghost imaging is a technique that generates high-resolution
images by correlating the intensity of two light beams, nei-
ther of which independently contains useful information
about the shape of the object. Ghost imaging has been dem-
onstrated in both the spatial and temporal domains, using
incoherent classical light sources or entangled photon pairs.
Here we exploit the recent progress in ultrafast real-time
measurement techniques to demonstrate ultrafast, scan-free,
ghost imaging in the frequency domain using a continuous
spectrum from an incoherent supercontinuum light source
with random spectral fluctuations. We demonstrate the
application of this technique to broadband spectroscopic
measurements of methane absorption performed with sub-
nanometer resolution. Our results offer novel perspectives
for remote sensing in low light conditions, or in spectral
regions where sensitive detectors are lacking. © 2018
Optical Society of America
OCIS codes: (110.1650) Coherence imaging; (070.7145) Ultrafast
processing; (110.2970) Image detection systems; (120.6200)
Spectrometers and spectroscopic instrumentation; (320.6629)
Supercontinuum generation.
https://doi.org/10.1364/OL.43.005025
Ghost imaging is an unconventional imaging technique that
creates the image of an object by correlating two signals: the
spatially resolved intensity pattern of a light source incident
on the object (a probe pattern) and the total integrated intensity
scattered from the object illuminated by those patterns [1,2].
The image is generated by summing over multiple incident pat-
terns, each weighted by the integrated signal scattered by the
object. Ghost imaging can be performed using different types
of light sources and experimental schemes, including entangled
photon pair correlations measured by scanning detectors [3,4],
incoherent classical light sources [5–9], and structured light
fields recorded by fixed position detectors [10,11].
Significantly, the principle of ghost imaging is not restricted
to producing only spatial images and, indeed, ghost imaging
has recently been extended into the time domain to measure
ultrafast signals on picosecond timescales [12–14]. In the fre-
quency domain, the measurement of wavelength-by-wavelength
Hanbury Brown–Twiss intensity correlations of an incoherent
superluminescent laser diode has been used to characterize
coarse spectral features of chloroform in a proof-of-principle
experiment [15]. This approach, however, uses nonlinear detec-
tion that requires either a high-power source or very sensitive
detection, and it is also experimentally time-consuming as
it involves a raster scan approach both in wavelength and time
delay.
In this Letter, we introduce a scan-free approach to high-
resolution frequency domain ghost imaging that enables the
measurement of the spectral transmission (or reflection) of
an object using a single-pixel detector without any spectral res-
olution. The method is ultrafast and broadband, and requires
neither a high-power source nor a particularly fast sensitive
detector after the object. The technique measures the correla-
tion between the spectrally resolved intensity fluctuation of an
incoherent supercontinuum (SC) captured in real-time using
dispersive Fourier transform and the integrated intensity after
reflection or transmission through the object to be character-
ized. DFT has recently been applied to many studies in ultrafast
nonlinear dynamics for direct spectroscopic measurements,
label-free molecular identification, or biomedical diagnostics
[16,17], and it is rapidly becoming a standard characterization
tool in ultrafast science. As a particular application of our
method, we report spectroscopic measurements of methane ab-
sorption lines over a 50 nm bandwidth and with sub-nanome-
ter resolution using a simple integrating detector with no
spectral resolution. The results are in excellent agreement with
direct absorption spectroscopy measurements. In contrast with
direct measurements that may require a significant amount of
power and/or fast sensitive detectors to measure spatially (or
temporally) dispersed signals, spectral ghost imaging measures
only the integrated signal after the probed material or sample.
This offers great potential for measuring the spectral signature
of highly absorbing materials or samples with low-damage
threshold, as well as for remote spectral analysis where only
a fraction of the illuminated light may be reflected.
Figure 1 introduces the principle of ghost imaging in the
spectral domain using a classical light source. Consider an
object with wavelength-dependent transmission T !λ" which
modulates (or modifies) the spectrum of a broadband light
beam interacting with this object. Provided the incident light
field exhibits random spectral intensity fluctuations, a ghost
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image of the object spectral response can be generated from the
normalized correlation function C!λ" defined by
C!λ" # hΔI ref !λ" · ΔI testiNﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃh$ΔI ref !λ"%2iN h$ΔI test%2iNp : (1)
Physically, C!λ" # 1 − T !λ" represents the correlation between
multiple measurements of the spectral intensity fluctuations in
a reference arm I ref !λ" and the total (or integrated) wavelength-
independent intensity I test in the test arm where light interacts
with the object. Here hiN denotes ensemble average over
distinct N realizations, and ΔI # I − hIiN . Note that in
Fig. 1 we consider wavelength-dependent transmission, but the
same analysis applies for reflection.
Using this approach, we aim to generate a “ghost image” of
the absorption spectrum of gas molecules. In this case, the spec-
tral object which we desire to characterize (the absorption spec-
trum) is “sparse” in the sense that the absorption lines are
significantly narrower than the spectral window of the measure-
ment so that the gas molecules only impart very small changes
in the total transmitted light. In order to increase the signal-
to-noise ratio (SNR) and reduce the number of measurements,
we adopt a differential processing scheme which has the ad-
vantage of being sensitive only to the fluctuating part of the
transmission [18,19]. The differential detection is a numerical
post-processing scheme originally developed in the spatial do-
main and which is similar to performing balanced detection in
the test arm. It is realized by replacing the integrated intensity
in the test arm with a numerically generated differential signal
α
R
I ref !λ"dλ − I test where α # hI testiN∕h
R
I ref !λ"dλiN .
Our experimental setup is shown in Fig. 2. The light source
is a spectrally filtered broadband incoherent SC generated by
injecting 1 kW, 700 ps pulses at 1547 nm with a 100 kHz
repetition rate (Keopsys-PEFL-K09) into a 6 m long DSF with
zero-dispersion wavelength at 1510 nm (Corning Inc LEAF).
The SC bandwidth at the output of the DSF extends from c.a.
1300 to over 1700 nm. The relatively long pump pulses used to
generate the SC leads to significant shot-to-shot spectral fluc-
tuations caused by an initial stage of modulation instability
[20], and it is these random spectral fluctuations that are used
in our ghost imaging setup. The SC is filtered in the 1610–
1670 nm range with a 50 nm (full-width at half-maximum)
bandwidth filter (Spectrogon NB-1650-050). This is to ensure
fidelity in the real-time measurements of the spectral fluctua-
tions that may be otherwise distorted because of the attenuation
(beyond 1670 nm) and third-order dispersion in the dispersion
compensating fiber (DCF) used to perform the DFT. We also
specifically adjust the peak power of the pump pulses injected
into the DSF in order to maximize the amplitude of the SC
spectral fluctuations, which reduces the digitization noise on
the oscilloscope and yields an improved SNR when measuring
in real time these fluctuations with the DFT technique.
The intensity of the SC source is divided between the refer-
ence and test arms unequally with a 99/1 fiber coupler. In the
reference arm, the spectral fluctuations are measured in real
time using the DFT approach with 0.2 nm resolution, which
also sets the resolution of the spectral-domain ghost imaging
scheme. The spectral fluctuations are converted into the time
domain by a DCF (FS.COM customized 150 km DCF) with
total dispersion of 3000 ps × nm−1 and measured with a
1.2 GHz InGaAs photodetector (Thorlabs DET01CFC/M)
and 20 GHz real-time oscilloscope (Tektronics DSA72004)
with 50 GS/s sampling rate.
In the test arm, the spectral object is a fiber-based gas cell
(Wavelength References FCS-16-1/4) filled with methane at
atmospheric pressure and room temperature. The absorption
lines of the 2v3 overtone transition of methane [21] in the
spectral range of the filtered SC acts as the spectral object
modulating the randomly fluctuating light. Light transmitted
through the cell is measured by an integrating photodetector
with 50 ns response time (15 MHz bandwidth, Thorlabs
PDA10D2) which, alone, cannot resolve any spectral feature
of the gas absorption. Multiple single-shot realizations are
simultaneously recorded by the oscilloscope, and the differential
detection scheme described above is applied in post-processing.
The experimentally recorded spectral fluctuations are shown
in Fig. 3. In particular, Fig. 3(c) shows a selection of four differ-
ent single-shot spectra measured from the reference arm where
one can clearly observe significant fluctuations of the spectral
intensity. The effective bandwidth here is ≈0.2 nm as seen
in the expanded portion in Fig. 3(b). The average spectral
envelope of the filtered spectrum over a large number of con-
secutive single-shot spectra is shown as the black solid line in
Fig. 3(a), with this envelope being essentially determined by
the transmission curve of the 50 nm bandpass filter. In order
to obtain a ghost image with a large SNR over the measurement
spectral range, the variance of the fluctuations should be as large
as possible across the measurement spectral window to mini-
mize the DC component recorded by both detectors.
Fig. 1. Ghost imaging in the spectral domain. The wavelength-
dependent transmission T !λ" of an object is obtained from the corre-
lation of the spectrally resolved fluctuations of a random light source
with the spectrally integrated intensity at the object output. Differential
detection is numerically implemented to increase the SNR as shown.
Fig. 2. Experimental setup. DSF, dispersion-shifted fiber; BPF,
bandpass filter; DCF, dispersion compensating fiber; DGI, differential
ghost imaging. The violet rectangle represents the portion of the SC
spectrum after the bandpass filter.
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The input pump power used to generate the SC was thus spe-
cifically optimized to meet this condition, as shown in Fig. 3(a),
where the standard deviation of the spectral fluctuations relative
to the average spectrum (solid blue line) is close to 50% across
the full (filtered) bandwidth. One can also see that the fluctua-
tions variance is not uniform and follows the envelope of the
Gaussian bandpass filter, resulting in the distortion of the ghost
image. Furthermore, the spectral response of the experimental
setup components varies as a function of wavelength over the
50 nm spectral window of the measurements, and this also dis-
torts the ghost image. In order to remove the distortion induced
by both the Gaussian bandpass filter and the experimental
setup spectral response, we apply a low-pass filter to the corre-
lation function in the Fourier space, i.e., we multiply the
Fourier transform of the correlation function by a narrowband
notch function centered over the zero frequency of the Fourier
transform. This post-processing effectively suppresses the
slowly varying distortion, as compared to the rapidly varying
gas absorption features.
Ghost imaging relies on the fact that the reference and test
beams are perfectly correlated so that a variation measured in
the test arm intensity is caused by the change in the fluctuations
of the probe in the reference arm. In the case of a sparse object
for which the variations in the spectrally integrated transmis-
sion are small from one realization to another, the integrated
intensities measured at the output of the test and reference
arms should be nearly fully correlated. For our experiments,
this is verified in Fig. 3(d) where we can see how the two are
indeed very well correlated (Pearson correlation coefficient
of ρ # 0.946 ). The random nature of the spectral fluctuations
is conveniently visualised in Fig. 3(e), where we plot the
wavelength-to-wavelength Pearson correlations [22] of a mea-
sured ensemble of 20,000 single shot spectra. The plot shows a
high degree of correlation only on the diagonal of the false color
plot, clearly indicating that there are no correlations in the spec-
tral fluctuations which is another prerequisite for ghost imag-
ing. Finally, we also emphasize that there are no correlations in
the fluctuations (normalized to the mean spectum) from shot to
shot, as illustrated Fig. 3(f ), which is also one of the require-
ments in ghost imaging.
The ghost spectral image of the methane absorption lines
obtained from 20,000 single-shot SC spectra is shown in
Fig. 4 as a solid blue line. For comparison, a direct measure-
ment of the gas absorption using the same filtered SC source
and a conventional optical spectrum analyzer with 0.2 nm res-
olution is also plotted (solid red line). Both the ghost image and
the direct measurement are low-pass filtered in the Fourier do-
main to remove the distortion from the SC spectral envelope.
We can see remarkable agreement over the full 50 nm spectral
range of the overtone transitions, with the resolution of the
ghost imaging very close to that of the direct measurement.
The residual negative normalized absorption is an artifact that
arises from the post-processing Fourier filtering step. For com-
pleteness, we also show in the figure inset the ghost image ob-
tained from the correlation of the reference and test arms
without the numerical differential scheme implementation and
for the same number of 20,000 realizations. As could be ex-
pected for a sparse object, no obvious spectral signature of
the gas is observed and we can see how the differential post-
processing is extremely powerful in revealing the absorption
lines with yet a limited number of realizations.
Fig. 3. Spectral fluctuations of the incoherent SC source.
(a) Average spectrum (black line) and relative standard deviation of
the fluctuations (blue line). (b) Expanded view of the fluctuations over
a 2 nm span shown as the highlighted red rectangle in (c). (c) Four
selected examples of recorded single-shot spectra using the DFT tech-
nique. (d) Correlation between the single-shot spectra energy mea-
sured from the reference arm and the energy measured at the gas
cell output by the integrating detector. (e) Wavelength-to-wavelength
correlations of the filtered SC source measured over 20,000 single-shot
spectra. (f ) Correlations of the normalized (by the mean spectrum)
shot-to-shot fluctuations.
Fig. 4. Experimental ghost image of the 2v3 overtone transition of
methane generated from 20,000 realizations using the numerical dif-
ferential scheme (solid blue line). A direct measurement performed
with the SC source and an optical spectrum anaylzer are shown for
comparison (solid red line). The inset plots the experimental ghost
image without the differential scheme implementation.
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The DFT method employed here to measure in real time
the spectral fluctuations allows for fast data acquisition rates.
This means that with the 100 kHz repetition rate SC source
used, it only takes 200 ms to record the 20,000 realizations
and to retrieve the absorption spectrum of the gas. Signifi-
cantly, even with a much lower number of realizations, the
absorption lines are resolved by the ghost measurement, and
this is illustrated in Fig. 5, where we show the ghost spectral
image obtained for an increasing number of realizations (and
using the DGI post-processing). The SNR increases with the
number of measurements; yet, one can see how the main ab-
sorption lines are already resolved with as little as 2,500 mea-
surements. Note that because the spectral fluctuations are
random, obtaining a ghost image with a high SNR requires
the use of a larger number of distinct realizations, as compared
to a computational or compressive sensing approach where the
realizations are orthogonal to each other [1].
We have demonstrated fast, broadband, and scan-free ghost
imaging in the spectral domain using an incoherent SC light
source with large shot-to-shot spectral fluctuations. We have
applied the technique to perform high-resolution spectroscopic
measurements of the absorption spectrum of methane in the
1600 nm wavelength range. The current resolution of this tech-
nique is limited by the precision with which the linewidth of
spectral fluctuations in the reference arm can be measured in
real time. Using a dispersive fiber with larger total dispersion
and/or a detector with higher bandwidth, in combination with
a tailored SC source, we anticipate that picometer or even sub-
picometer resolution could be reached. A significant benefit of
spectral ghost imaging is that one measures only the integrated
signal after the probed material or sample. This feature may be
advantageously exploited to perform spectroscopic measure-
ments of highly absorbing samples or for distant measurements
when only a fraction of the illuminated light may be reflected
due to strong scattering, for example. The ghost imaging
scheme could also be of interest in wavelength regions where
there are no fast sensitive detectors. In this case, the random
spectral fluctuations may be measured in real time in a spectral
range where fast detectors exist, after frequency upconversion
(only applied to the reference arm) via second-harmonic
generation in a nonlinear crystal or four-wave mixing in a non-
linear waveguide. Furthermore, one could remove the need for
measuring in real time the random spectral fluctuations by us-
ing a light source where the spectral fluctuations are actively
controlled and pre-programmed, which could be realized using,
for example, a frequency comb and a waveshaper. Such a com-
putational spectral ghost imaging approach would also reduce
the number of realizations required to obtain spectroscopic
measurements with a high SNR. Finally, it is important to stress
that, in contrast to direct measurement configurations, the
method is insensitive to linear spectral and temporal distortions
occurring between the object and the detector [13].
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We demonstrate experimentally ghost optical coher-
ence tomography using a broadband incoherent super-
continuum light source with shot-to-shot random spec-
tral fluctuations. The technique is based on ghost imag-
ing in the spectral domain where the object is the spec-
tral interference pattern generated from an optical co-
herence tomography interferometer inwhich a physical
sample is placed. The image of the sample is obtained
from the Fourier transform of the correlation between
the spectrally-resolved intensity fluctuations of the su-
percontinuum and the integrated signal measured at
the output of the interferometer. The results are in ex-
cellent agreement with measurements obtained from a
conventional optical coherence tomography system. ©
2018 Optical Society of America
http://dx.doi.org/10.1364/ao.XX.XXXXXX
1. INTRODUCTION
Optical coherence tomography (OCT) is an interferometric imag-
ing technique commonly used to obtain images of materials with
high in-depth resolution [1–3] and it is commonly employed for
industrial characterization of materials and components [4]. Due
to its non-invasive character and the absence of ionizing radi-
ation or toxic contrast agents in its implementation, OCT has
also found multiple medical applications and it is now widely
used in retinal, skin, and blood vessel examination [5, 6]. A
particular variant of OCT is performed in the spectral (wave-
length) domain, based on measuring the phase relation between
different wavelength components of a broadband light source in
order to determine the distance to the sample under test [7]. A
major benefit of spectral-domain OCT is that it does not require
scanning along the sample direction allowing for significantly
faster acquisition speeds compared to its time-domain coun-
terpart. Spectral-domain OCT has been demonstrated using
various types of light sources including broadband stationary
and pulsed sources or swept-wavelength sources [8]. In par-
allel to the rapid development in OCT technologies, there has
also been much recent interest in the unconventional imaging
technique known as ghost imaging. Ghost imaging is based
on the principle of image creation from the correlation between
a known structured pattern that illuminates an object and the
total integrated intensity transmitted (or reflected) by the object
[9, 10]. The defining feature of ghost imaging is that neither
of the beams alone actually carries enough information to re-
construct the image. Rather, it is only by correlating the two
measurements of the structured illuminating source and the
integrated intensity from the object that an image can be gen-
erated. In this regard, the fact that the light actually detected
from the object is an integrated intensity has also led to ghost
imaging to be referred to as single-pixel imaging. A significant
advantage of ghost imaging when compared to conventional
imaging is that it is insensitive to distortions of the wavefront
occurring after the object as only the total light intensity is mea-
sured [11], making it ideal for measurements in turbid media or
in the presence of other noise. Ghost imaging can be performed
using light sources with random spatial intensity patterns [12] or
patterns which are controlled using e.g. programmable digital
micro-mirrors [13–16]. Ghost imaging has also been extended to
the temporal domain [17, 18] and very recently in the frequency
domain for real-time broadband greenhouse-gas spectroscopic
measurements [19].
2. EXPERIMENTS
In this work, we combine the technique of OCT with the concept
of spectral-domain ghost imaging to introduce a new method-
ology of ghost optical coherence tomography. This method
generates a “ghost” spectral interferogram from the correlation
between the spectrally-resolved intensity fluctuations of the
light source and the integrated signal measured at the output
of an OCT interferometer where a physical sample is placed.
As in conventional OCT, the image of the sample is then re-
trieved from the Fourier transform of the interferogram. As a
proof-of-principle demonstration, we (i) characterize the relative
displacement of a perfectly reflecting mirror and (ii) perform
measurement of the thickness of a microscope cover glass. The
results are in excellent agreement with those obtained from a
conventional OCT setup. A significant advantage of the ghost
OCT scheme is that it does not require any particularly sensi-
tive detector or spectrometer at the interferometer output. This
could be extremely useful in situations where the object to be
measured is highly absorbing or diffusing, for samples with low
damage threshold or and for imaging in spectral regions where
sensitive detectors are not available.
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Fig. 1. Schematic illustration of (a) a conventional spectral-
domain OCT system and (b) the ghost spectral-domain OCT
scheme. FT: Fourier transform.
We begin by illustrating the concept of ghost spectral-domain
OCT. To this end, Figure 1 compares the schematics of a conven-
tional spectral-domain OCT system (1a) and that of the ghost
spectral-domain OCT approach (1b). In a conventional OCT sys-
tem, the beam from a broadband light source is equally divided
between the two arms of an equal path Michelson interferome-
ter. The image of the object inserted in one arm is generated by
measuring with a high-resolution spectrometer the spectral in-
terference pattern resulting from the superposition of the beams
reflected from the reference mirror and object.
The axial resolution of the system is inversely proportional
the spectral bandwidth of the source as z = 0.4402/(for a Gaus-
sian spectral envelope) where 0 is the light source center wave-
length. The imaging depth on the other hand is set by the spec-
trometer resolution. In spectral-domain ghost OCT, the beam
from a light source with random spectral intensity fluctuations
is divided between a reference arm where the fluctuations are
measured in real time and a test arm consisting of a Michelson
interferometer where the object to be measured is placed. The
high-resolution spectrometer at the output of the interferometer
is replaced by a slow integrating detector with no spectral res-
olution. The ‘ghost’ spectral interference pattern produced by
the presence of object in the interferometer is then given by the
normalized correlation function C() between the reference and





Specifically, the normalized wavelength-dependent correla-
tion function C() represents correlation between multiple mea-
surements of the spectral intensity fluctuations in the reference
arm Ire f () and the total (or integrated) wavelength-independent
intensity Itest in the test arm at the output of the interferometer.
hiN denotes ensemble average over distinct N realizations, and
DI = I   hIiN . The axial resolution z of the ghost OCT scheme
is identical to that of the conventional OCT and the imaging
depth is now determined by the resolution with which the spec-
tral intensity fluctuations are measured. Figure 2 shows our
Fig. 2. Experimental setup. BPF: band-pass filter, DCF: disper-
sion compensating fiber. M: mirror.
experimental setup. The light source is a spectrally incoherent
SC extending from ⇠ 1300 to over 1700 nm and generated by
launching 1 kW, 700 ps pulses at 1547 nmwith 100 kHz repetition
rate (Keopsys-PEFL-K09) into a 6-m long dispersion-shifted fiber
(DSF) with zero-dispersion wavelength at 1510 nm (Corning Inc
LEAF). The SC generating dynamics arise from noise-seeded
modulation instability and soliton dynamics [20] resulting in
large and random shot-to-shot spectral fluctuations across the
entire SC spectrum [21]. These spectral fluctuations produce the
(random) structured patterns that are used to probe the spec-
tral OCT interferogram. Light from the SC source is divided
between the reference and test arms with a 99/1 fiber coupler.
In the reference arm, the spectral fluctuations are measured
in real time using the dispersive Fourier transform technique
[22, 23]. Specifically, the single-shot spectra are converted into
the time domain by a 150 km dispersion compensating fiber
(DCF, FS.COM customized 150 km) with total dispersion of 3000
ps.nm-1 and measured with 0.2 nm resolution using a 1.2 GHz
InGaAs photodetector (Thorlabs DET01CFC/M) and 20 GHz
real-time oscilloscope (Tektronics DSA72004) with 6.5 GS/s sam-
pling rate. In order to avoid spectral distortion in the DCF due
to attenuation and third-order dispersion, we restrict the SC
bandwidth to the 1610–1670 nm range with a bandpass filter
(Spectrogon NB-1650-050) corresponding to an axial resolution
of ⇠ 20 m. In the test arm, light is directed to a standard in-
terferometer whose output intensity is measured with a slow
photodetector (15 MHz bandwidth, Thorlabs PDA10D2). We
emphasize that this simple detector cannot resolve the spectral
interference pattern arising from an optical path difference be-
tween the two arms of the interferometer. The single-shot SC
spectra from the reference arm and the corresponding spectrally
integrated signal from the interferometer are recorded simul-
taneously by the oscilloscope. The correlation between these
two computed over multiple realizations then yields the spectral
interferogram whose Fourier transform gives the optical path
difference between the interferometer arms.
A. Results and discussion
We first demonstrate the operating principle of ghost OCT by
displacing the position of one of the interferometer mirrors from
the zero-path difference position. The OCT interferogram is
generated from the correlation function between the spectrally-
integrated intensity measured at the interferometer output and
the intensity of the single-shot SC spectra. The optical path
difference between the two interferometer arms is then simply
obtained from the Fourier transform of the interferogram. The
results are plotted in Fig. 3a for increasing optical path difference
between the mirrors. For comparison, we repeated the same
measurements using the conventional OCT scheme by replac-
ing the slow detector at the output of the OCT interferometer
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with a high-resolution optical spectral analyzer (OSA). The in-
terferogram in this case is measured directly by the OSA and
the reference arm measurements are not needed. The results are
shown in Fig. 3(b) and we can see the excellent correspondence
between the ghost and conventional OCT schemes across the
full range of measured optical path differences.
Fig. 3. Optical path difference between the two arms of the
Michelson interferometer measured by (a) the ghost OCT con-
figuration and (b) conventional OCT. The arrow indicates the
direction of the mirror displacement increasing the optical
path difference.
In ghost imaging, the signal-to-noise (SNR) increases with the
number of realizations used to compute the correlation, and we
illustrate this in Fig. 4 where we show how the Fourier transform
of the interferogram evolves as a function of the number of
distinct SC pulses for a specific optical path difference (c.a. 0.55
mm in this case) in the interferometer. We can see that even with
as few as 200 realizations corresponding to a total recording time
of less than 2 ms, and although the SNR is not especially high,
the interference fringes are already visible and the optical path
difference can be retrieved. For a larger number of realizations,
the SNR increases with the square of the number of realizations.
We next performed a second series of experiments using a
dual-interface sample. For this purpose, we replaced one of the
mirrors in the interferometer by a 210 m thick (optical thickness)
microscope cover slip consisting of two air-glass interfaces and
the optical path difference between the two arms was set to be
c.a. 1mm. The Fourier transform of the resulting interferogram
is shown in Fig. 5 both for the conventional OCT system (Fig.
5a) and the ghost OCT setup (Fig. 5b). The results are again
in excellent agreement and the positions of the two air-glass
interfaces can be clearly identified. The distance between the
two interfaces is measured to be 220 m (optical thickness) close
Fig. 4. Normalized Fourier transform of the ghost interfero-
gram for an optical path difference of 0.55 mm between the
two arms of the interferometer and for an increasing number
of realizations as indicated.
to the nominal value of 210 m provided by the manufacturer.
Fig. 5. Optical path difference measured by (a) conventional
OCT and (b) the ghost OCT configuration when one of the
mirrors is replaced by a 210 m microscope cover slip (optical
thickness).
3. CONCLUSIONS
In conclusion, we have experimentally demonstrated proof-of-
concept ghost OCT in the spectral domain using a broadband,
spectrally incoherent, supercontinuum source. As in a con-
ventional OCT setup, the resolution is determined by spectral
bandwidth of the source. The imaging depth on the other hand
is given by the spectral resolution with which the spectral
fluctuations of the light source can be measured in real time
(and therefore the total dispersion if fiber dispersive Fourier
transform is used). No particularly sensitive detector or
spectrometer is needed at the interferometer output, which
could be a significant advantage when the object is highly
absorbing or diffusing, when the sample under has a low
damage threshold and does not tolerate high intensity, or for
imaging in spectral regions where sensitive detectors are not
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available. Finally, we note that the method can be implemented
both with classical light sources and entangled photon sources
and that a computational version may be realized by using
e.g. controllable frequency combs which would eliminate for
the need of single shot spectral measurements to perform the
correlation.
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